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PREF'ACE 
This repor t  on t h e  problems a s soc ia t ed  with c a l i b r a t i o n  of s c i n t i l -  
l a t i o n  gamma-ray spectrometers w a s  completed i n  t h e  f a l l  of 1965 as a 
chapter for a multi-author review book on t h e  s c i n t i l l a t i o n  spectroscopy 
of gamma rad ia t ion .  
i s o l a t e d  chapter is of fe red  here  a f t e r  minor r e v i s i o n .  
Pub l i ca t ion  of t h i s  book has been delayed, s o  the  
The t e x t  i s  d i r e c t e d  a t  t h e  beginner i n  s c i n t i l l a t i o n  spectrometry 
who has a general  knowledge of t he  physics and technology of s c i n t i l l a -  
t i o n  counting. The necessary background and coordinate information may 
be found i n  e a r l i e r  works such as those l i s t e d  below: 
(a )  G. D. O'Kelley, "Gamma-Ray S c i n t i l l a t i o n  Spectrometry," pp 616- 
641 i n  Methods - of Experimental Physics,  V o l .  5, P a r t  A, e d i t e d  by Luke 
C .  L. Yuan and Chien-Shiung Wu, Academic Press  (1961). 
( b )  R .  B. Murray, " S c i n t i l l a t i o n  Counters," pp 82-165 i n  Nuclear 
Instruments and Thei r  Uses e d i t e d  by A. H. Sne l l ,  Wiley (1962). ---9 
( e )  J. B. Birks,  - The Theory - and P r a c t i c e  - of S c i n t i l l a t i o n  Counting, 
MacMillan, New York (1964) Chaps. 4, 5, 11, 12, and 16. 
( d )  J. H. Ne i l e r  and P.  R .  Bel l ,  "The S c i n t i l l a t i o n  Method," pp 
245-302 i n  a-f3-y-Ray Spectroscopy, e d i t e d  by K a i  Siegbahn, North Holland 
Publ ishing Co . (1965 ) . 
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ESTABLISHING AN ENERGY SCALE FOR PULSE-HEIGHT DISTRIBUTIONS 
FROM GAMMA-RAY SPECTROMETERS BASED ON INORGANIC SCINTILLATORS 
R .  W .  P e e l l e  and T .  A .  Love 
ABSTRACT 
Devices , experiment des igns , and da ta  analys is techniques u s e f u l  
f o r  t he  c a l i b r a t i o n  of s c i n t i l l a t i o n  gamma-ray spectrometers a r e  c r i t i -  
c a l l y  examined. Though t h e  ideas have broader appl ica t ion ,  t h e  d iscus-  
s i o n  assumes the  use  of N a I ( T 1 )  phosphors. 
sources includes t a b l e s  of gamma-emitt ing radioisotopes employable f o r  
t h i s  purpose, with b e s t  energies  , u n c e r t a i n t i e s ,  and o the r  convenient 
da t a .  
vs K-M + K-N) a r e  t abu la t ed  f o r  usefu l  rad io iso tope  x-ray sources t o  
enable  use of a simple method given f o r  determining t h e  appropr ia te  
"e f f ec t ive"  energy of t h e  mixed source.  The o r ig ins  of spectrometer 
i n s t a b i l i t y  and non l inea r i ty  are  reviewed along with t h e i r  r e l a t i v e  
importances, and defensive experiment des igns and da ta  analys is techniques 
a r e  discussed.  For f ind ing  t h e  c e n t r a l  p o s i t i o n  of t he  peak i n  a pulse-  
he igh t  d i s t r i b u t i o n  from gamma rays of a s i n g l e  energy, a l l  t he  s tandard  
numerical  and graphica l  methods are  i l l u s t r a t e d  and compared, including 
f u l l  and p a r t i a l  nonl inear  l ea s t - s  quares analyses . Fina l ly ,  i n t e rpo la -  
t i o n  methods are d e t a i l e d  f o r  determining from the  ava i l ab le  c a l i b r a t i o n  
information an  unknown gamma-ray energy and i t s  uncer ta in ty .  
The review of c a l i b r a t i o n  
The branching r a t i o s  among t h e  n a t i n a l l y  mixed x-ray l i n e s  (K-L 
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I. INTRODUCTION 
The energies of gamma rays may be determined using s c i n t i l l a t i o n  
spectrometers based on phosphors by employing the  techniques discussed 
i n  t h i s  r epor t .  Gamma-ray s c i n t i l l a t i o n  spectrometry is r e l a t i v e  spec- 
trometry,  s ince  it i s  impossible t o  determine t h e  absolu te  r e l a t i o n  
between energy absorbed i n  a s c i n t i l l a t o r  and t h e  r e s u l t i n g  quan t i ty  of 
emit ted l i g h t  without t h e  use of a source which e m i t s  gamma-rays of known 
energy. The s c i n t i l l a t i o n  spec t roscop i s t  r e l a t e s  unknown gamma-ray 
energies  t o  known ones by observing accumulated pulse-height  frequency 
func t ions  represent ing sequences of l i g h t  f l a shes  produced when a s c i n -  
t i l l a t o r  i s  exposed t o  sources of these  gamma rays .  The gamma-ray energy 
s c a l e  is  based on magnetic and c r y s t a l  d i f f r a c t i o n  spectrometry.  
A s e r i e s  of gamma rays of energy E(MeV) produces by means of a 
s c i n t i l l a t i o n  spectrometer a recorded d i s t r i b u t i o n  of pu lse  he ights  N(p) 
(counts per pulse-height  channel of unmeasured but  s t a b l e  wid th) .  
observed pulse  amplitude p is  r e l a t e d  s t a t i s t i c a l l y  t o  an  energy- 
absorpt ion event i n  t h e  s c i n t i l l a t o r .  
gamma rays t y p i c a l l y  includes a nea r ly  normal d i s t r i b u t i o n  of pu l se  
heights  corresponding t o  absorpt ion i n  t h e  s c i n t i l l a t o r  of t h e  f u l l  
energy E, as we l l  as a d i s t r i b u t i o n  of smaller pu l se s .  We c a l l  t h e  mean 
of t h e  normal d i s t r i b u t i o n  P no matter how it has been determined. The 
func t ion  P(E), sampled by determining Pi from N.(p)  f o r  each of a series 
of source energies E has long been known t o  approximate a s t r a i g h t  l i n e  
through the o r i g i n  over t h e  range of gam-ray  energies  r e a d i l y  ava i l ab le  
from radioac t ive  sources .  
Each 
N(p) f o r  a source of monoenergetic 
1 
iJ 
A beginning spec t roscopis t  us ing  qu i t e  s t anda rd  equipment can measure 
t h e  energy of a monoenergetic gamma-ray source w i t h i n  1 c)r 2% on the  f i r s t  
t r y .  
around every nuclear  laboratory,  he can ob ta in  c a l i b r a t i o n  pulse-height  
spec t r a  which represent  t h e  energy-loss d i s t r i b u t i o n s  i n  t h e  s c i n t i l l a t o r .  
If t he  apparent pulse-height p o s i t i o n  of t h e  cen te r  of each fu l l -energy  
peak is p lo t t ed  aga ins t  t he  energy l i s t e d  f o r  t h a t  source  i n  a s tandard  
re ference  work and if not t oo  many poin ts  are p l o t t e d ,  a s t r a i g h t  l i n e  
can usua l ly  be l a i d  wi th in  a reasonable d i s t ance  of a l l  p o i n t s .  The 
Using a few rad ioac t ive  gamma-ray sources usua l ly  t o  be found 
3 t 
fu l l - ene rgy  peak of t he  unknown yields the  des i red  energy upon examina- 
t i o n  of t h e  p l o t t e d  l i n e ,  with an  unce r t a in ty  which might be suggested 
by repea t ing  t h e  whole process with a few e x t r a  c a l i b r a t i o n  po in t s .  
Why do such f i r s t  e f f o r t s  seem not t o  give e r r o r  es t imates  as s m a l l  as 
those  claimed by experienced spec t roscopis t s  i n  the  l i t e r a t u r e ?  How 
w e l l  can extensions of t h e  above process be c a r r i e d  out?  This r e p o r t  
a t t acks  such quest ions.  
Experienced workers sometimes quote gamma-ray energy determinations 
by s c i n t i l l a t i o n  spectrometry t o  claimed s tandard  deviat ions of 0.1%. 
Such p rec i s ion  is  remarkable because t h i s  unce r t a in ty  may be only 1 o r  
2% of the  width of t h e  f u l l  energy peak i n  the  unknown's pulse-height  
d i s t r i b u t i o n .  
r e s u l t  i n  p l aus ib l e  e r r o r  estimates no g r e a t e r  than 0.4% i n  energy over 
a wide energy region from perhaps 100 keV t o  4 MeV, i f  reasonable s t a t i s -  
t i c a l  accuracy i s  poss ib le  and the unknown " l ine"  i s  reasonably i s o l a t e d .  
One can almost promise t h a t  s u f f i c i e n t l y  c a r e f u l  work w i l l  
Both exper t  and novice f i n d  t h a t  t he  major a t t e n t i o n  i n  reducing 
experimental  unce r t a in ty  must be d i r ec t ed  toward obta in ing  r e l i a b l e  and 
f u l l y  understood pulse-height  d i s t r ibu t ions  from gamma rays of both 
s t anda rd  and unknown energ ies .  Problems of s t a b i l i t y  i n  the  observed 
pulse-height  d i s t r i b u t i o n s  are followed c l o s e l y  i n  importance by 
quest ions concerning the  l i n e a r i t y  of the  obtained P(E) vs E "ca l ib ra t ion  
curve." 
i n t e r p o l a t i o n  is f raught  with uncer ta in ty  s ince  too  few usable  gamma rays 
have energies  known beyond question t o  unce r t a in t i e s  smaller than 0.05% 
Even t h e  choice of s u i t a b l e  s tandard  energies  on which t o  base 
The design of appropr ia te  experimental and a n a l y t i c a l  methods depends 
upon t h e  requi red  accuracy, the nature and energy range of t h e  unknown 
gamma-ray spectrum, the  a v a i l a b i l i t y  of proper c a l i b r a t i o n  sources and 
spectrometer  instruments,  and perhaps t h e  ex is tence  of s p e c i a l  environ- 
mental  d i f f i c u l t i e s  such as high background rates o r  f l u c t u a t i o n s  i n  
ambient temperature o r  magnetic f i e l d  . 
The purpose here  is t o  a i d  the inexperienced spec t roscop i s t  who has 
determined t h a t  h i s  needs a r e  not m e t  by elementary techniques.  We 
discuss  t h e  major d i f f i c u l t i e s  which i n h i b i t  p r e c i s e  resu l t s  and how 
. 
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each may be mit igated,  though experimenters r e a d i l y  conquer most of them 
as soon as t h e i r  o r ig ins  a r e  recognized. 
tes t  and data ana lys i s  methods f o r  adequacy and d i f f i c u l t y .  Similar  
questions have been at tacked by Ju lke  -- e t  a l .  and Heath -- e t  a l . ( ~ ~ 6 2 ,  
He65). 
An attempt is made t o  assess  
While a l l  references here  a r e  t o  the  use of NaI(T1) s c i n t i l l a t o r s ,  
near ly  a l l  the ideas a r e  appl icable  t o  CsI(T1) and many a r e  appl icable  
t o  l i th ium-dr i f ted  germanium spectrometry.  
11. GAMMA-RAY SOURCES FOR ENERGY CALIBRATION 
Since the s c i n t i l l a t i o n  spectrometr is  t measures r e l a t i v e  energies ,  
he cont inual ly  requi res  convenient gamma-ray sources of known energy, 
where "convenient" and "known" a r e  def ined f o r  a p a r t i c u l a r  experiment. 
When ca l ib ra t ion  sources m u s t  be mounted t o  preserve t h e  geometry used 
f o r  measurements of an unknown source,  use of otherwise appropr ia te  
ca l ibra t ions  may be precluded. 
The tables  i n  Sec ts .  B and C below l i s t  t h e  t rans  i t i o n s  which have 
proved useful .  
omitted because they  a re  not i s o l a t e d  from t h e i r  neighbors, because they  
a r e  too  weak, o r  because the  ma te r i a l  has an inconvenient decay per iod.  
Some l i n e s  which have well-determined energy have been 
A .  Nuclear Reaction Sources 
Reaction c a l i b r a t i o n  s tandards a r e  convenient when t h e  spectrum 
under inves t iga t ion  is produced i n  a similar r eac t ion .  
l i s t s  a se r i e s  of gamma rays from proton capture ,  and Jarc,zyk ( ~ a 6 1 )  
compares such sources with those neutron capture  gamma rays between 3.5 
and 10.8 MeV which a r e  r e a d i l y  obtained by p i l e  neutron capture .  
these  cases t h e  energy prec is ion  is not given. 
l i s t  a s er ies  of gamma-ray energies observed through Coulomb exc i t a t ion .  
Nordhagen (~061) 
I n  
Robinson -- e t  a l .  (Ro65) 
Most of t h e  gamma-emitting l eve l s  i n  l i g h t  nuc le i  may be reached 
by a va r i e ty  of reac t ions ,  and t h e  l e v e l  p rope r t i e s  a r e  t abu la t ed  from 
time t o  time (Aj59) .  
and 7.1-MeV leve l s  i n  l 6 O  reached by the  lgF(p,a)  r eac t ion ,  and the  
The most commonly used l eve l s  seem t o  be t h e  6.1- 
5 
4.43-MeV l e v e l  i n  I 2 C  reached by i n e l a s t i c  s c a t t e r i n g  and the  l lB(p ,y)  
and 'Be(a,n) r eac t ions ,  t h e  las t  o f t e n  with n a t u r a l  a lpha emitters.  
B. Radioisotope Gama-Rav Sources 
Table 1 gives t h e  important proper t ies  of p e r t i n e n t  rad io iso tope  
gamma-ray e m i t t e r s .  The l i s t e d  energy values are heav i ly  influenced by 
t h e  p rec i s  ion  magnetic spectrometer work of Murray, Graham, and Geiger 
( ~ ~ 6 5 )  and by t h e  germanium detector  values of Robinson e t  a l .  (~065). 
It is a t r i b u t e  t o  t h e  c a r e f u l  e r ro r  estimates by e a r l i e r  workers t h a t  
t h e  new values do not  too  f requent ly  c o n f l i c t  wi th  t h e  o l d .  I n  some 
-- 
cases i n s u f f i c i e n t  information was given i n  the  o lde r  work t o  allow 
co r rec t ion  f o r  minor changes i n  c a l i b r a t i o n  l i n e s  o r  fundamental con- 
s t a n t s .  
care;  others  are not  s o  p r e c i s e  as required.'* The miscellaneous in fo r -  
mation included about each emit ter  is l a r g e l y  from the  Nuclear Data 
Sheets  (1165) b u t  it is no t  intended t o  be d e f i n i t i v e  o r  adequately 
accura te  f o r  i n t e n s i t y  ca l ib ra t ions .  
A number of t h e  energies have been measured only once with 
C . Radioisotope X-Ray Sources 
The quest ion of x-ray energies is considerably more complex than  
t h a t  of gamma-ray energies  because the  und i f f r ac t ed  spectrum of x rays 
fol lowing e l e c t r o n  capture  o r  i n t e r n a l  conversion is  composed of s e v e r a l  
monoenergetic l i n e s  of not iceably d i f f e r e n t  energy. Yet t he  spectrom- 
e t r i s t  may need t o  c a l i b r a t e  i n  the  reg ion  below 103 keV, where x-ray 
sources a r e  p l e n t i f u l  but  i so l a t ed  monoenergetic gamma rays a r e  re la-  
t i v e l y  rare .  U s e  of  appropr ia te  x-ray d i f f r a c t i o n  apparatus can reso lve  
t h i s  dilemma. 
As e,xamples, consider  t h e  r e l a t i v e  abundances of t he  x rays r e s u l t i n g  
d i r e c t l y  from a K-shel l  vacancy i n  lo9Ag and i n  " 0 3 T l ,  given i n  Table 2. 
Compared wi th  t y p i c a l  s c i n t i l l a t i o n  spectrometry reso lu t ions  of 7 and 
12  keV, t h e  energies  of the  components range over 3 and 11 keV, respec- 
t i v e l y .  Since t h e  combined r e l a t i v e  abundance of t h e  higher  energy K 
++It seem t h a t  the  prominent gama rays from the  fol lowing isotopes 
should be measured o r  remeasured t o  r e l a t i v e  accuracy b e t t e r  than 
I3 
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Table 2. Energies and Relat ive Abundances of K X-Rays i n  
lo9Ag and 203Tl, from Wa59. S imi la r  da t a  a r e  r e a d i l y  a v a i l -  
ab l e  i n  Sa58. This t a b l e  i l l u s t r a t e s  why care  m u s t  be used i n  





K - M I I  / B; 
K-% ) 
K-%I ’, - /  
Io9Ag 2 0 3 ~ 1  
Energy Energy 
(keV) Abundance ( k e V )  Abundance 
22.16 1000 72.87 1000 
21.99 5 06 70.83 551 
24.94 ’ 












group is 1/6 f o r  the  l i g h t e r  element and almost 1/4 f o r  t h e  heavier ,  t h e  
consequent d i s t o r t i o n  of the  s c i n t i l l a t i o n  pulse-height  spectrum i s  more 
ser ious  f o r  x rays from t h e  heavier  elements. 
Figure 1 i l l u s t r a t e s  t h e  d i s t o r t e d  l i n e  shape observed f o r  K x rays 
from heavy elements. For i l l u s t r a t i o n  t h e  K and K components have 
each been lumped t o  appear as s i n g l e  l i n e s .  The l imi t ed  energy range 
wi th in  each group allows each component t o  be represented with small e r r o r  
as a monoenergetic x ray  a t  the  average energy of t he  group.+$ But use of 
the  average energy of the  composite x-ray l i n e  s t r u c t u r e  would be qu i t e  
hazardous for  t h e  example of F ig .  1, s ince  t h e  Ka and K 
by the  f u l l  r e so lu t ion .  S t a t ed  otherwise,  t he  K group is displaced 
about 1.6 unbroadened s tandard deviat ions from the  average energy of 
74.6 keV. Figure 1 suggests t h a t  spec t romet r i s t s  using undi f f rac ted  x 
rays f o r  ca l ib ra t ion  should r epor t  what e f f e c t i v e  energies were adopted. 
Here an "ef fec t ive"  energy is one chosen so  t h a t  t h e  r e s u l t i n g  spectrom- 
e t e r  ca l ib ra t ion  is t h e  same as would have been obtained by using a 
monoenergetic photon source.  
B a 
groups d i f f e r  
B 
B 
The proper choice of an e f f e c t i v e  energy depends upon the  method t o  
be employed f o r  l oca t ing  peak pos i t i ons  f o r  energy c a l i b r a t i o n .  Regard- 
l e s s  of the  method used, the  p o s s i b i l i t y  of f a b r i c a t i n g  the  approximate 
shape of the expected pulse-height d i s t r i b u t i o n  allows t h e  fol lowing 
genera l  method t o  be used f o r  determinat ion of x-ray e f f e c t i v e  energ ies .  
1. S p l i t  t h e  known x-ray l i n e  spectrum i n t o  a t  l e a s t  two groups, 
and p l o t  on an  energy s c a l e  the  expected pulse-height  d i s t r i b u t i o n  as 
++The following proper t ies  hold if two normal d i s t r i b u t i o n s  having s tandard  
devia t ion  5 a r e  summed, t h e  f i r s t  having weight p and mean 6 , t h e  second 
having weiggt (1 - p )  and mean & .  
( a )  
( b )  
The summed (not  folded!)  k i s t r i b u t i o n  
has amean 5 = p p, + (1 - p )  p a ,  
has a var iance 2 = &[I + (62 - p ) " ( l  - p ) / ( & p ) ]  
( e )  may be expressed (g2 - p)/o,, and 
S = (1 - p) /p  as f ( p )  - p ) ( 3  - ?)€"/6*..1 
exp(-f/2)//2n. 
peak pos i t ion  P of AP = &0(2 - p)c3/3 ,  measured from t h e  average energy 
6, if the  peak pos i t i on  i s  es t imated a t  t h e  ord ina te  where the  d i s t r i -  
bu t ion  has width 200. 
the  e f f ec t s  from superimposed pulse  he igh t  d i s t r i b u t i o n s  whenever t h e  
quoted three terms of t h e  Taylor expansion a r e  s u f f i c i e n t .  
For s<1, t h i s  expansion implies a s h i f t  i n  t h e  apparent 
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Figure  1. A D i f f e r e n t i a l  Pulse-Height Spectrum of " 0 3 T l  K X Rays Observed 
i n  t h e  Decay of "03Hg. 
u n i t s .  The dashed curves are normal d i s t r i b u t i o n s  centered a t  the  
average energies  of the  
areas chosen from t h e  intens i t y  da t a  of sa58. The (-12 keV) widths 
of t h e s e  components correspond t o  Poisson d i s t r i b u t i o n s  having th ree  
e f f e c t i v e "  photoelectrons per keV, "ef fec t ive"  implying t h a t  o ther  
sources  of var iance are ignored. The s o l i d  curve is the  sum of 
t h e s e  components. The poin ts  are normalized experimental  da t a  from 
a 1-3/4-in.-diam, 1- in . - thick N a I ( T 1 )  de t ec to r  obtained i n  co inc i -  
dence with K-conversion e lec t rons .  I n  t h e  84-keV region about one 
t h i r d  of t h e  discrepancy between poin ts  and curve can be explained 
by t h e  approximation lumping the  K-M and K-N x rays,  while t h e  t a i l  
a t  low energy is  assumed t o  a r i s e  from s c a t t e r e d  x rays,  photoelec- 
t r o n  escape, and iodine x-ray escape. The remaining discrepancy 
near  84 keV can be explained by unce r t a in t i e s  i n  the  r e l a t i v e  i n t e n s i -  
t i e s  of t h e  various x-ray components. 
i n  prepar ing  t h i s  figure ra the r  than  t h e  more favorable  value i n  
Table 4 . )  
The pulse-height s c a l e  is given i n  energy 
and t h e  % x r a y  groups, with r e l a t i v e  
11 
( I n  f a c t  W m  = 0.24 was used 
12 . 
t he  sum of normal d i s t r i b u t i o n s ,  using an instrument r e s o l u t i o n  appro- 
p r i a t e  t o  t h e  spectrometer being c a l i b r a t e d .  
2. Apply t o  the  computed spectrum whatever method of peak posi-  
t i o n  loca t ion  i s  t o  be employed on t h e  comparable experimental  pulse-  
he ight  spec t ra .  This y ie lds  t h e  e f f e c t i v e  energy f o r  a p a r t i c u l a r  method, 
x-ray emit ter ,  and r e so lu t ion  func t ion .  While l i k e l y  weaknesses of t h e  
e f f e c t i v e  energy method a r e  apparent,  it does cope r e a l i s t i c a l l y  with 
the  asymmetric l i n e  shape. 
Table 3 gives necessary da ta  f o r  x rays from a s e r i e s  of ava i l ab le  
radioisotopes.  Note how the  e f f e c t i v e  energies l isted,)b chosen f o r  t h e  
spectrometer of F ig .  1, d i f f e r  from the  average energy o r  t h a t  of any 
s t rong  component. 
energies f o r  h i s  own spectrometer,  da ta  a r e  l i s t e d  f o r  a two-component 
s p e c t r a l  decomposition of each x r ay .  The given i n t e n s i t y  r a t i o s  a r e  
appropr ia te  when t h e  s c i n t i l l a t o r  de t ec t ion  e f f i c i e n c y  is constant  over 
the  group of x rays from a given element. For s c i n t i l l a t o r s  not t oo  
t h i n ,  constancy would be assured except f o r  t he  escape of K f luorescence 
r ad ia t ion  from iodine atoms i n  the  s c i n t i l l a t o r .  The r e l a t i v e  a rea  i n  
the  "escape peak" of t he  pulse  d i s t r i b u t i o n  depends on t h e  t y p i c a l  depth 
of pene t ra t ion  of t he  primary r a d i a t i o n  i n t o  the  s c i n t i l l a t o r .  The 
e f f e c t  of  escape on t h e  fu l l -energy  pulse  d i s t r i b u t i o n  is the re fo re  
l a r g e s t  f o r  lanthanum, barium, and cesium emi t te rs ,  because f o r  t hese  
t h e  iodine K edge (33.17 keV) f a l l s  between t h e  Ka and K 
inc ident  spectrum. Few escapes r e s u l t  f o r  t h e  IC components, bu t  perhaps 
3% of the  Ka rays give pulses i n  escape peaks. Thus t h e  r e l a t i v e  escape 
i n t e n s i t y  (see Ax54, Li54 ,  ~058) f o r  the  s c i n t i l l a t o r  geometry employed 
should be cons idered i n  es t imat ing  x-ray e f f e c t i v e  energies  . 
So t h a t  t h e  reader  may conveniently determine e f f e c t i v e  
groups of t he  
B 
B 
111. SPECTROMETER INSTABILITY 
Spectrometer i n s t a b i l i t y  more o f t e n  l i m i t s  success i n  energy c a l i -  
b ra t ion  than does inadequate da t a  ana lys i s  o r  any o the r  experimental  
++For determining these  energies ,  points  along the  s ides  of t he  peaks were 
f i t t e d  t o  s t r a i g h t  l i nes  by eye, and the  peak p o s i t i o n  w a s  taken as the  
midpoint between these  l i n e s  a t  7@ of t h e  maximum ord ina te .  
nents were assumed t o  have equal  e f f i c i e n c y  i n  t h e  s c i n t i l l a t o r .  
A l l  compc- 
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d i f f i c u l t y .  
dr i f t  t o  the r eade r ' s  a t t e n t i o n  and ind ica t e  t h e  paths toward i t s  
con t ro l .  
I n  t h e  paragraphs below we attempt t o  br ing  each o r i g i n  of 
A .  Important Origins of I n s t a b i l i t y  
A d r i f t  i s  any unplanned change i n  t h e  experimental  apparatus which 
a l t e r s  t h e  mean recorded pulse  height  f o r  a given energy loss i n  t h e  
phosphor. 
ment, b u t  continuous d r i f t  logging can a i d  i d e n t i f i c a t i o n  of t roub le s .  
The pulse-height response of t h e  system is charac te r ized  by t h e  system 
gain,  t he  extrapolated pulse  he ight  a t  zero  energy, and any non l inea r i ty  
parameters s4$ 
i n  the  pulse-height analyzer,  bu t  t h e  o the r  c h a r a c t e r i s t i c s  a r e  s u b j e c t  
t o  d r i f t s  generated at every l i n k  i n  t h e  chain of energy and s i g n a l  
t r a n s f e r  processes between the  gamma-ray i n t e r a c t i o n  and t h e  recorded 
pulse  height .  
The des t ruc t ive  d r i f t s  a r e  those  which occur during an experi-  
The "zero" i s  usua l ly  a f f e c t e d  only by e l ec t ron ic  d r i f t s  
Fortunately,  a l l  poss i b l e  o r ig ins  of i n s t a b i l i t y  a r e  not  important.  
Nearly a l l  d r i f t s  i n  high-voltage suppl ies ,  l i n e a r  e l ec t ron ic s ,  and 
pulse-height analyzers can be t r aced  t o  component decay, input  l i n e  
vol tage or  frequency changes, temperature o r  magnetic f i e l d  s h i f t s  , o r  
e f f e c t s  from high counting r a t e s  which a r e  genera l ly  of an understandable 
na ture .  Those d r i f t s  i n  photomult ipl ier  ou tput  no t  produced by dynode 
vol tage o r  ambient temperature o r  magnetic f i e l d  changes a r e  by con t r a s t  
r a t h e r  d i f f i c u l t  t o  understand o r  co r rec t ,  and tend t o  provoke demoniacal 
explanat  ions . 
Component decay is l e s s  important now than formerly because s h o r t -  
t e r m  d r i f t s  from s c i n t i l l a t o r  packaging can now be neglected,  and t r an -  
s i s t o r s  do not  decay r ap id ly .  However, component d r i f t s  i n  places  such 
as the  phototube vol tage d iv ide r  s t i l l  con t r ibu te  t o  the  c l a s s  of d r i f t s  
never t raced  t o  t h e i r  origins."* 
%3ome pulse-height analyzers conta in  a number of d r i f t - s e n s  i t i v e  l eve l s ,  
such as edges of ind iv idua l  puke -he igh t  channels.  The desc r ip t ion  
given would have t o  be extended t o  cover t h i s  case. 
,$Why a r e  carbon res  is t o r s  s t i l l  used i n  phototube vol tage d iv iders  ? 
Power l i n e  vol tage s t a b i l i t y  i s  very  important f o r  "vacuumized" 
e l ec t ron ic s  because it a f f e c t s  f i lament temperature. S e n s i t i v i t y  t o  
l i n e  vol tage is easy t o  check by varying it with an autotransformer 
while observing t h e  output .  Constant-voltage transformers o r  o ther  l i n e -  
vol tage-regulat ing devices can eliminate t h i s  source of d r i f t ,  bu t  t h e  
experimenter should fami l ia r ize  himself with a l l  t h e  spec i f i ca t ions  of 
such equipment before  using it. Constant-voltage transformers a r e  good 
f o r  r egu la t ion  aga ins t  input  changes, t y p i c a l l y  l$/l5% l i n e  change, and 
may have a temperature r egu la t ion  of 0.025%/ C .  
they  show alarming s e n s i t i v i t y  t o  load s h i f t s ,  and a r e  r a t e d  f o r  as much 
as 8% change pe r  f a c t o r  of 2 load change. It is important t h a t  var iab le-  
load  equipment such as timing clocks not  be connected onto such regula ted  
s u p p l i e s .  
f o r  a 1% change i n  l i n e  frequency. 
0 Sometimes, however, 
Constant-voltage transformers may change output vol tage 2% 
Temperature d r i f t s  a r e  important both i n  the  l i n e a r  e l ec t ron ic s  and 
i n  t h e  sc in t i l l a to r -pho to tube  assembly. Typical ly  quoted d r i f t s  i n  both 
cases suggest  t he  importance of the s c i n t i l l a t i o n  spec t romet r i s t  becoming 
an exper t  i n  temperature con t ro l .  
Popular puls e-height analyzers a r e  advertis .ed t o  have temperature 
S imi la r ly ,  commercial amplif iers  s t a b i l i t i e s  betw3en 0.3 and O.%/°C. 
a r e  claimed t o  have s t a b i l i t i e s  from 9 .01  t o  O . l % / O C .  Since temperature 
changes as l a rge  as 5 C a r e  hard t o  avoid i n  t h e  e l ec t ron ic s ,  the  l a r g e r  
coef f i c  i en t s  pos e a l i m i t a t i o n  of accuracy. 
3 
N a I ( T 1 )  s c i n t i l l a t o r s  a t  the  usua l  a c t i v a t o r  concentrat ion show 
marked negative temperature coe f f i c i en t s  f o r  both l i g h t  output and decay 
t ime.  
(-0.12 f 0.03)$~/~C c o e f f i c i e n t  f o r  c r y s t a l s  of nominal 0 .1  mole % 
t ha l l i um concentrat ion f o r  temperatures above 0 C . S t a r t s  ev  a l s o  observed 
a s h i f t  i n  the  decay time of t h e  main (0.3 psec a t  2OoC) l i g h t  component 
of about -$/ C near room temperature. 
t enpe ra tu re  c o e f f i c i e n t  depends on t h e  operat ing temperature and t h e  
ampl i f i e r  c l ipp ing  time. 
s ens i t i v i t y ,  s ince  Van Sciver  (~~56) has shown a temperature dependence 
of t h e  N a I ( T 1 )  emission spectrum i n  the  3500-8 region.  
S t a r t s e v  e t  a l .  (st6o) using a p a r t i c u l a r  phototube observed a --
3 
0 Thus t he  observed combined 
It may a l s o  depend on t h e  phototube s p e c t r a l  
16 
The temperature c o e f f i c i e n t  of phototubes 
of photocathode and dynode mater ia l s  employed. 
is  confused by t h e  v a r i e t y  
Furthermore, when tubes 
a r e  operated a t  reduced temperature, both t h e  use r  and t h e  inves t iga to r  
of temperature coef f ic  i en t s  may be confounded by the  high r e s  is  t i v i t y  of 
Cs-Sb photocathode ma te r i a l  a t  low temperatures (Rc63). Mott and Sut ton  
(M058,p98) summarized t h e  e a r l i e r  work on popular phototubes, g iv ing  
values near room temperature from +O. l$ /  C t o  -0.5$/OC. 
Manning ( ~ ~ 6 0 )  seem t o  have resolved the  gross discrepancy by s tudying 
t h e  response as a func t ion  of wavelength, showing t h a t  the  s e n s i t i v i t y  
of a l l  t he  tubes s tud ied  s h i f t e d  toward the  b lue  a t  l o w  temperatures.  
Murray's data f o r  tubes with Cs-Sb cathodes appear t o  show temperature 
coe f f i c i en t s  a t  4300 8 [peak of NaI (T1)  emission] i n  the  range -0.12%/°C 
(RCA-2020) t o  -0.4%/OC (RCA-6655 and Dumont K-1428) over the  temperature 
region from 0 t o  20°C. Since temperature performance may change from 
one tube t o  the  next of a given type, t he  d i f fe rences  between t h e  tube 
types l i s t e d  may not be r e a l .  Murray's r e s u l t s  can the re fo re  be i n t e r -  
p re t ed  p r a c t i c a l l y  ( f o r  C s  -Sb photocathodes ) as ind ica t ing  t h a t  equipment 
should be designed f o r  a c o e f f i c i e n t  of about -0.4$/'C. 
0 
Murray and 
Rohde ( ~ 0 6 5 a )  has r e c e n t l y  s tud ied  t h e  temperature s e n s i t i v i t y  of 
a N a I ( T 1 )  s c i n t i l l a t o r  and phototube system. 
t u r e  
t h e  tubes s tudied,  with a f l a t t e r  dependence o r  even a p o s i t i v e  coe f f i -  
c i e n t  a t  s l i g h t l y  lower temperatures.  
coef f ic ien ts  i n  the  same range. Rohde's r e s u l t s  may not be incons i s t en t  
with the  roughly -O.5%/OC obtained b'y combining the  NaI(T1) and phototube 
r e s u l t s  quoted i n  the  paragraphs above. I n  e i t h e r  case de t ec to r  tempera- 
t u r e  s e n s i t i v i t y  i s  a primary s t a b i l i t y  problem. 
He found a va r i ab le  tempera- 
0 coe f f i c i en t  of roughly - l % / O C  i n  t he  region j u s t  above 20 C f o r  
Conner and Hussain ( ~ 0 6 0 )  observed 
Magnetic f i e l d  changes a t  the  phototube can be a se r ious  cause of 
concern i f  a f ixed  energy c a l i b r a t i o n  must be r e t a ined  while moving the  
phototube or otherwise a l t e r i n g  i t s  magnetic environment .++ Most of t he  
s ens i t i v i t y  probably orginates  between t h e  photocathode and the  f i r s t  
dynode, the magnetic f i e l d  causing a number of e lec t rons  t o  m i s s  the  
%Stee l  hand too l s  should not  be placed temporar i ly  near a phototube i n  use .  
. 
1-7 
f i r s t  dynode. 
manufacturers never seems adequate f o r  experiment design, s o  one must 
perform empir ica l  checks by changing the  magnetic surroundings the  maxi- 
mum p l aus ib l e  amount while looking f o r  gain changes. Curves given f o r  
some phototubes a t  one o r i en ta t ion  ind ica t e  up t o  a 5% drop i n  gain 
when a 1-gauss f i e l d  i s  applied,  and a few percent s h i f t  f o r  a t e n t h  of 
a gauss (En52, Mi52). Connor and Hussain ( ~ 0 6 0 )  r epor t  l e s s  s e n s i t i v i t y  
than  t h i s  f o r  some Dwnont tubes with a x i a l  f i e l d s ,  and g ive  some sh ie ld -  
ing da ta .  Where only the  ea r th ' s  f i e l d  is  concerned, a s tandard  high 
permeabi l i ty  magnetic s h i e l d  may s u f f i c e .  
L i t e ra tu re  published by phototube and magnetic s h i e l d  
Count-rate s e n s i t i v i t i e s  a re  a t r i c k y  source of d r i f t s .  Under t h i s  
heading we include e f f e c t s  from changes i n  averaged pulse  cur ren t  any- 
where i n  the  c i r c u i t ,  bu t  not d i s to r t ions  of the  spectrum from pi le-up 
e f f e c t s  i n  which a pulse  "r ides"  c lose  upon the  previous one. 
F i r s t  we discuss t h e  e f f e c t  of high counting r a t e s  on electronics.3 '  
Ignoring pi le-up pe r  s e ,  t h e  most se r ious  e f f e c t s  u sua l ly  a r i s e  from 
base l ine  s h i f t  ( ~ a 6 2 )  i n  ac-coupled l i n e a r  s t ages .  
been met by the  use of b ipo la r  pulses i n  many present  ampl i f ie r  des igns 
and by the  use of nonl inear  basel ine r e s t o r i n g  c i r c u i t s  i n  some mult i -  
channel analyzer  inputs .  A basel ine s h i f t  i n  t he  observed spectrum is 
generated with unipolar  pulses i f  RC coupling leads i n t o  a d iscr imina tor  
s t age ,  because t h e  s i g n a l  voltage across t h e  input r e s i s t o r  w i l l  average 
zero .  Thus i f  1-psec unipolar  rectangular  pulses were employed, a 
r e p e t i t i o n  r a t e  of 161 pulses/sec wmld give a base l ine  s h i f t  of 1% of 
the  pulse  he ight .  
This danger has 
The 1% s h i f t  would appear as a zero change t o  the  
d iscr imina tor ,  which would s t i l l  measure from ground p o t e n t i a l  r a t h e r  
than  from t h e  depressed base l ine .  This ana lys i s  assumes t h a t  RC is 
g r e a t e r  than t h e  average pulse  spacing. 
Numerous designs have been offered f o r  phototube dynode vol tage 
suppl ies  t h a t  a r e  claimed t o  be s t a b l e  a t  r e l a t i v e l y  high phototube 
"We neglect  t h e  question of overload e f f e c t s ,  which has been discussed 
By F a i r s t e i n  ( ~ a 6 2 ) .  Here, g r i d  cur ren t ,  t r a n s i s t o r  s a t u r a t i o n ,  e t c . ,  
compound the  d i f f i c u l t i e s  and.can lead  t o  apparent changes i n  the  
p o s i t i o n  as we l l  as t he  shape of t h e  pulse-height  d i s t r i b u t i o n  being 
analyzed. 
18 
cur ren t s .  Nonlinear vol tage-regulat ing elements can be used, bu t  t h e  
usua l  method is  t o  assure  t h a t  t he  bleeder  cu r ren t  i n  a conventional 
r e s i s t i v e  divider  chain is very much l a r g e r  than  the  maximum average 
phototube current .  I f  phototube cur ren ts  a r e  not neg l ig ib l e ,  dynode 
voltages s h i f t  t o  produce l a r g e r  phototube ga in  a t  high counting r a t e s .++  
This e f f ec t  may always be reduced by lowering t h e  high vol tage on t h e  
e l ec t ron  mul t ip l i e r  and increasing t h e  e l e c t r o n i c  ga in .  Voltage on 
each dynode is normally s t a b i l i z e d  during a pulse  by means of bypass 
capac i tors ,  which should be ca re fu l ly  s i z e d  t o  avoid non l inea r i ty .  
Phototube ga in  s h i f t s  and f a t i g u e  - a r e  induced i n  the  tubes them- 
se lves  when they  a r e  operated a t  appreciable  counting r a t e s .  No o the r  
d i f f i c u l t y  has dr iven s o  many workers t o  the  use of automatic s t a b i l i z e r s .  
I n  t h e i r  pioneer 1947 a r t i c l e ,  Marshall  -- e t  a l .  (Ma47) s t a t e :  
f a t i g u e  i s  inherent ,  i t s  presence must be recognized and d e a l t  with 
c l eve r ly  if t h e  photomult ipl ier  x-ray de tec to r  is t o  be used as a pre-  
c i s  ion instrument .it?$ 
been shown t o  depend m photocathode and dynode mater ia l s  as we l l  as 
production processes,  counting r a t e ,  phototube gain,  h i s t o r y  of usage, 
and ambient temperature.  Though each tube is unique, s tudents  have been 
ab le  t o  assoc ia te  t y p i c a l  behavior pa t t e rns  with given tube types and 
d iv ide  t h e  observed gain changes between near ly  instantaneous r e v e r s i b l e  
s h i f t  and l a rge ly  r e v e r s i b l e  f a t i g u e  which occurs over a matter  of hours.  
Each e f f e c t  can amount t o  a few percent i n  experiments a t  otherwise 
usable  counting r a t e s  with tubes from any manufacturer. Migration of 
cesium, other phys ica l  changes i n  the  dynode sur faces ,  charging of 
i n su la to r s ,  and more s u b t l e  causes have been implicated; and the re  is  
"Since 
Fat igue and/or instantaneous s h i f t  e f f e c t s  have 
'$If t he  s t r a y  photomult ipl ier  anode capac i ty  were 66pF and t h e r e  were 
3 X le counts/sec of 1-V char e pulses the re ,  t he  average phototube anode 
cur ren t  would be about 2 X 10- 
r e s i s t o r s  were being used with a f ixed  vol tage  from photocathode t o  anode, 
t h e  average anode cur ren t  would increase t h e  vol tage across  t h e  a c t u a l  
dynode s t r u c t u r e  by about 2 V, enough t o  cause a >l$ increase  i n  the  pulse  
he ight  over t h a t  which would have been observed a t  very low counting r a t e .  
+"+They recommended low anode cur ren ts ,  20- t o  60-min warmup periods , and 
a l t e r n a t e  measurements aga ins t  a s tandard  Source of about t he  same in tens  - 
i t y .  
I F  A .  I f  a lo-* A b leeder  based on 1-megohm 
Their advice f o r  de measurements s t i l l  appl ies  now f o r  pu lse  work 
evidence t h a t  phototube manufacturers are s t a r t i n g  t o  e l imina te  sources 
of d r i f t  (Rc63, K064, KI-65). 
The r ap id  s h i f t s  repor ted  by B e l l  e t  a l .  .(Be55) seem f u l l y  r eve r s ib l e ,  
L- 
and by t h e i r  independence of phototube gain prove themselves t o  o r i g i n a t e  
i n  a s t a g e  near t h e  photocathode. The logarithm of t h e  s h i f t  r i s e s  
roughly l i n e a r l y  with l i g h t  i n t e n s i t y  on the  cathode (Be55, J U ~ O ) ,  and 
the re fo re  f o r  a given tube t h e  s h i f t  depends l a r g e l y  on t h e  average r a t e  
of l i g h t  production i n  the  s c i n t i l l a t o r .  The e f f e c t  takes  i t s  f u l l  mag- 
n i tude  wi th in  a minute, bu t  t he re  is no l i t e r a t u r e  t o  ind ica t e  whether 
i t s  r e l a x a t i o n  t i m e  is 10 see ,  0.1 see ,  o r  1 msec.* Covell  and Euler  
(c06ia) a t  about 2.5 X lo4 counts/sec of 137Cs r e p o r t  s h i f t s  between 0.5 
and 1q0, with  most t e s t e d  tubes showing l e s s  than 1%. 
r e p o r t  r a p i d  s h i f t s  which ranged between hO.55 f o r  lo4 counts/sec from 
the  same source,  much smaller than t h e  s h i f t s  observed on the  tubes 
t e s t e d  by B e l l  e t  a l .  ( B e 5 5 ) .  
Jung e t  a l .  ( ~ ~ 6 0 )  --
--
When the  counting r a t e  i s  increased, f a t i g u e  gain d r i f t s  appear 
t o  have approximately exponent ia l  dependence on t i m e  with periods up t o  
a f e w  hours .  
t h a t  t he  recovery a f t e r  t h e  source is removed i s  slower than  t h e  onset 
f o r  t h a t  tube .  The recovery period is  repor ted  t o  be lengthened by an 
extended t i m e  a t  high output  cur ren t .  
and every author  s ince ,  t h e  d r i f t  seems t o  occur i n  the  l a s t  dynodes of 
t h e  tube, where cur ren ts  are highest ,  and the  de output  cur ren t  i s  t he  
parameter most co r re l a t ed  t o  t h e  d r i f t .  An equi l ibr ium o r  quas iequi l ib-  
rim ga in  a t  a given cur ren t  is reached a f t e r  a f e w  hours o r  a day, bu t  
a f t e r  ha l f  an hour with 100 nA anode cu r ren t  Covell  and Euler  ( co6 ia )  
r e p o r t  changes between -4% and +1q0 f o r  various tubes,  with a few 
EM1 9578B and EM1 9536B tubes performing the  b e s t .  
Jung e t  a l .  ( ~ ~ 6 0 )  observed t o t a l  d r i f t s  i n  t h e  range 0.5 t o  2%. 
d r i f t s  o r  s imilar  ones were s tudied by Cathey (ca58, ca61) a t  cur ren ts  
up t o  1 PA, bu t  he observed d r i f t s  so  l a rge  t h a t  spectrometry would 
The per iod  depends on t h e  tube,  but  a l l  workers r e p o r t  
As noted by Marshall  e t  a l .  (Ma47) --
A t  t he  same cu r ren t  
These --
itworkers with acce le ra to r s  of low duty f a c t o r  would presumably have 
observed alarming s h i f t s  and reported them i f  1 msec were t h e  re laxa-  
t i o n  t ime. 
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gene ra l ly  be impossible.  
(ca65) report  t h a t  f o r  a given tube and temperature t h e  e f f e c t s  a r e  very 
reproducible and graphica l ly  predictable,+c and Jung ' s r e s u l t s  quoted 
above seem to  confirm t h i s .  When t h e  f a t i g u e  cannot be made small by 
use of low counting r a t e s ,  t h e  phototube ga in  should be lowered t o  
reduce t h e  average anode cur ren t ,  though Jung -- e t  a l . ( ~ ~ 6 0 )  g raph ica l ly  
show t h a t  the "returns"  diminish because a t  low phototube ga in  more 
dynodes play an important r o l e  i n  the  f a t i g u e .  
shown t h a t  ambient temperature and perhaps a l s o  the  r e l a t i v e  e lec t rode  
voltages near the  anode a r e  important i n  f a t i g u e .  
Karzmark (Ka65) ind ica t e  t h a t  aging some tubes a t  d i s s  i pa t ion - l imi t  cur- 
r en t s  (m) can improve apparent s t a b i l i t y .  
Can ta re l l  ( ~ a 6 4 )  and Can ta re l l  and Almodovar 
Cathey (ca58, ca61) has 
Ch&y (ch60) and 
Both types of phototube ga in  change vanish a t  l o w  counting r a t e ,  
though turning on the  high vol tage i s  s a i d  t o  produce an e f f e c t  s i m i l a r  
t o  t h a t  of using a small source ( ~ ~ 6 0 ,  Ca64). 
remains constant f o r  a given cathode cur ren t ,  and t h e  f a t i g u e  a f t e r  a 
per iod of hours reaches a s teady  value which depends on t h e  anode c u r r e n t .  
Thus a few-hour wai t ing per iod and maintenance of a cons tan t  average 
l i g h t  i n t e n s i t y  a r e  e s s e n t i a l  i n  con t ro l l i ng  both e f f e c t s .  Fat igue is 
reduced by lowering t h e  phototube gain,  so  it appears t h a t  f o r  reproduc- 
i b l e  work without excessive tube t e s t i n g  t h e  average cu r ren t  should be 
r e s t r i c t e d  t o  a few nanoamperes 
The short- term s h i f t  
Where high anode cur ren ts  a r e  required t o  dr ive  coincidence c i r c u i t r y ,  
~ 
a p o s i t i v e  pulse  is o f t en  der ived from a dynode a few s tages  p r i o r  t o  the  
anode i n  hopes of a t t a i n i n g  b e t t e r  s t a b i l i t y  and l i n e a r i t y  f o r  pulse- 
%Cantare l l  i n  f a c t  suggests t h a t  an ex t ra -s t rong  source be used t o  d r i f t  
a tube rap id ly  up t o  c a r e f u l l y  pred ic ted  equi l ibr ium ga in  appropr ia te  t o  
the smaller  source to  be used i n  an experiment. This would not  be much 
help f o r  a time-dependent source unless  an ad jus t ab le  de l i g h t  were used 
t o  hold the anode cur ren t  cons tan t .  
"*For a typ ica l  s t r a y  capac i ty  of 50 pF on a phototube anode, and lo4 
counts/sec averaging 5 V a t  t he  ampl i f ie r  output ,  t h e  average anode cur- 
r e n t  would be 5 nA f o r  an o v e r a l l  ampl i f ie r  ga in  of 500. Amplifiers with 
t h i s  maximum gain  encourage unnecessary acceptance of f a t i g u e  e f f e c t s  
unless they a r e  used with a preampl i f ie r .  
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he igh t  spectrometry.* 
dynode almost as severe as a t  t h e  anode, and t h e  r e so lu t ion  (Be55, ~060) 
under f a t i g u e  conditions a l s o  suggests t h a t  high average anode currents  
may sometimes be sensed by the  whole phototube. 
term s h i f t s  a r i s i n g  near t h e  cathode would be equal ly  evident  a t  any 
la te  dynode. 
Ch&y (ch60) has observed f a t i g u e  a t  an e a r l i e r  
I n  any case, the  sho r t -  
I n  summary, experimenters who wish t o  work with p rec i s ion  as c lose  
as 1% can m a t e r i a l l y  s impl i fy  t h e i r  d r i f t  problems by following the  pro- 
cedures suggested concerning choice of equipment, care  with magnetic 
f i e l d  and temperature ambients, and use of constant  low phototube cu r ren t s .  
B. Experiment Design t o  Detect and Avoid D r i f t  
An experiment can be designed t o  i l lumina te  d r i f t s  before much 
damage is done, t o  m&e the  r e su l t s  i n s e n s i t i v e  t o  d r i f t s  , o r  perhanc 
even t o  e l imina te  d r i f t s .  
r-
The most usua l  method f o r  making drifts  unimportant is t o  measure 
s imultaneously the  pulse-height spec t ra  of the  energy s tandards and t h e  
unknown source.  This i s  poss ib le  when a simple l i n e  s t r u c t u r e  is involved 
and time dependence is not important. S m a l l  d r i f t s  i n  t h i s  case cause 
only a broadening of pulse-height d i s t r i b u t i o n s  . 
Where t h i s  method cannot be used, short- term interchange of un- 
knowns with s tandards sometimes can be used, with perhaps one s tandard  
remaining i n  each of t h e  two pulse-height d i s t r i b u t i o n s .  This s t r a t e g y  
has the  s t rong  advantage t h a t  a s tandard energy can be chosen a r b i t r a r i l y  
c lose  t o  an unknown. The interchange method is f u r t h e r  discussed near 
t h e  end of t h e  next s ec t ion .  
I n  many experiments no p a r t i c u l a r  t r i c k s  a r e  poss ib le ,  s o  d r i f t  must 
be minimized by sepa ra t ing  i t s  sources and a t t ack ing  them one by one. 
D r i f t  t r a c i n g  is aided by recording the  phototube supply vol tage and the  
e l e c t r o n i c  gain,  e i t h e r  continuously o r  pe r iod ica l ly .  
‘-In these  cases pulse  pickup from l a r g e r  s i g n a l s  near t he  anode causes 
d i f f i c u l t y  which m a t  be met by c r i t i c a l  arrangement and s i z i n g  of bypass 
condensers. 
22 
For monitoring high vol tage  t h e  authors have used a 10-mV s t r i p -  
c h a r t  potentiometer recorder  t o  p l o t  t h e  d i f f e rence  between a s tandard  
c e l l  p o t e n t i a l  and t h e  1-V p o s i t i o n  on a p rec i s ion  b leeder  from t h e  
phototube supply vol tage.  While t h i s  makes simple t h e  requi red  
s ens it i v i t y ,  temperature d r i f t s  i n  t h e  t e s t  apparatus may mask power 
supply changes. 
i n  an insu la ted  box t o  i n h i b i t  h e a t  transfer, bu t  a temperature-compen- 
s a t e d  reference vol tage  should be employed. Manually operated po ten t i -  
ometers would be adequate except t h a t  i n  p r a c t i c e  one fo rge t s  t o  consu l t  
wi th  them. 
This p i t f a l l  can be sof tened  by housing t h e  t e s t  device 
For  d r i f t  checks, s tandard ized  tes t  pulses  of shapes similar t o  
those from t h e  sc in t i l l a to r -pho to tube  combination need t o  be introduced 
i n t o  t h e  e l ec t ron ic  system as c l o s e  as poss ib le  t o  t h e  phototube. Figure 
2 shows a pulser  connection which t h e  authors have found u s e f u l  though 
imperfect .* Pulses  thus introduced t e s t  the  e n t i r e  e l e c t r o n i c  sys  tem, 
But f o r  d r i f t  t r a c i n g  one m u s t  have s tandard  pulses  a v a i l a b l e  f o r  i n t r o -  
duct ion a l s o  a t  t h e  ampl i f i e r  and pulse-height  analyzer  input  t e r x i n a l s .  
The u l t imate  d r i f t  tes ts  performed wi th  r ad ioac t ive  sources a t  u s e f u l  
r a t e s  may be commenced when pu l se r  tes ts  show t h a t  t h e  equipment is 
s a t i s f a c t o r y .  A s t a b l e  and convenient l i g h t  pu l se r  would have an impor- 
t a n t  appl ica t ion  f o r  t h i s  type of work as w e l l  as f o r  automatic s t a b i l i -  
za t ion .  
C .  Gain S t a b i l i z a t i o n  
Since t h e  e a r l y  work of Wilkinson ( W i 5 O ) ,  von Dardel (Da55) ,  and 
de Waard (Wa55), an increas ing  number of instrument systems a r e  being 
des igned t o  provide automatic ga in  and/or zero  s t a b i l i z a t i o n .  
systems requi re  t h a t  an e r r o r  s i g n a l  be generated t o  i n d i c a t e  t h e  d i f -  
ference between system g a i n  (channels/MeV) and s me p r e s e t  value 
Such 
>*E. F a i r s t e i n  has noted t h a t  t h e  arrangement of F ig .  2 does not  allow 
minimum noise a t  t h e  preampl i f ie r  input  because it defea ts  t h e  usual 
s t r a t e g y  of using a l a rge  R . Where g r i d  r e s i s t o r  thermal  noise  is  
s i g n i f i c a n t  this pu l se r  i npu t  should no t  be used. I n  s c i n t i l l a t i o n  
spectroscopy such condi t ions seldom occur .  
i 








RpCp - NoI(T1) RISE TIME 
C,Ri>> NaI(TI )  RISE TIME 
t =O ' FAST-RISE PULSE 
FROM TEST PULSER 
Figure 2. Mixer C i r c u i t  for Test Pulses and Phototube (Charge) 
Output Pulses .  
made t o  resemble t h a t  from a NaI(T1) s c i n t i l l a t i o n  counter.  
The pulse  from the  phototube may have object ionable  over- 
shoot  i f  Cp is not s u f f i c i e n t l y  smal l  compared with t h e  
s t r a y  capac i ty  C s .  Ro is chosen t o  terminate  the  cable 
from the  t e s t  pu lser .  As drawn, the  c i r c u i t  suggests t h a t  
t h e  phototube i s  powered by a negat ive high-voltage supply.  
R i  and C, include a l l  impedances t o  ground from the  pre- 
ampl i f ie r  input .  
By Trimming RpCp, a pu l se r  s i gna l  can be 
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and t h a t  the s i g n a l  be employed t o  a l t e r  the  ga in  toward a smaller e r r o r .  
S t a b i l i z e r  systems can be charac te r ized  according t o  how t h e  system ga in  
is estimated, how t h e  e r r o r  s i g n a l  is generated,  and how the  ga in  is 
a l t e r e d .  
Valckx (17861) w a s  ab l e  t o  use the  s t a t i c  DC phototube cur ren t  t o  
ind ica t e  phototube ga in  i n  pulsed acce le ra to r  experiments, and Rijks  
( ~ i 6 1 )  used a low-frequency-modulated l i g h t  source,  bu t  mos t workers have 
employed some s o r t  of l i g h t  pu lse  seen  by t h e  phototube t o  include most 
of t he  spectrometer system wi th in  t h e  ga in  measurement. 
i n  the  unknown spectrum may be u t i l i z e d  (see st64 and ~ i 6 3  f o r  s imple 
systems of t h i s  type)  i f  t h e r e  is no time dependence of any s loped  back- 
ground "beneath" it, but  t h e  most f l e x i b l e  systems allow the  gain- 
measuring pulses t o  be tagged by t h e i r  pu l se  shape ( ~ i 6 4 ) ,  t h e i r  co inc i -  
dent rad ia t ions  (Du64), o r  the  t r i g g e r  f o r  an a r t i f i c i a l  l i g h t  pu l se  
( ~ a 6 0 ,  Ke63, ~ ~ 6 5 ) .  
t h e  e n t i r e  s y s t e m  wi th in  t h e  ga in  measurement because o thers  exclude t h e  
s c i n t i l l a t o r .  S imi la r ly ,  as Ladd ( h 6 1 )  and o thers  have noted, t h e  out-  
pu t  t e s t -pu l se  he ight  should be measured through t h e  same pulse  ana lyzer  
t h a t  is used f o r  t h e  spectrum being s tudied ,  though t h e  t e s t  s i g n a l s  
should not be recorded. 
A prominent peak 
I n  a sense  only t h e  method of Dudley ( ~ ~ 6 4 )  includes 
The e r r o r  s i g n a l  is usua l ly  generated from t h e  output  pulses  t h a t  
occur i n  two adjacent  pulse-height  windows which j u s t  s t r a d d l e  t h e  t e s t  
peak i n  the pulse-height  d i s t r i b u t i o n  being s t a b i l i z e d .  
be used i f  t h e  count r a t e  and window width a r e  s t a b l e  (st64).T 
ference  or  r a t i o  of t hese  count rates can be sensed wi th  an analog ra te  
meter, o r  an "up-down" counter  can record  t h e  cummulative d i f f e rence  
between the numbers of counts wi th in  t h e  two windows and from t h i s  pro- 
duce t h e  e r r o r  s i g n a l  wi th  a d ig i t a l - to -ana log  conver te r .  
system performance wi th  an imposed d r i f t ,  including s t a t i s t i c a l  counting 
problems, has been considered by Wilkinson ( W i 5 O ) ,  by de Waard (Wa55), 
and Dudley and S c a r p a t e t t i  (Du64) f o r  analog systems and by Ladd and 
Kennedy (~a61) f o r  a d i g i t a l  system. 
[One window can 
The d i f -  
S t a b i l i z e d  
The e r r o r  s i g n a l  may be u t i l i z e d  by adding it t o  t h e  high vol tage  
on the  photomult ipl ier  if t he  phototube t ransi t  t i m e  need not be he ld  
constant  f o r  timing purposes. Amplitude-to-time d i f f e r e n t i a l  pulse  
analyzers o f t en  permit small changes i n  convers ion ga in  by app l i ca t ion  
of t he  e r r o r  s i g n a l  t o  the  constant cur ren t  supply which generates t h e  
t ime-measuring ramp. Variable gain ampl i f ie r  s tages  have a l s o  been 
employed (Ma62a, St64, ~ a 6 5 ) .  
Zero cor rec t ion  may be combined with ga in  s t a b i l i z a t i o n  i f  a second 
smal le r  pulse  s i g n a l  is in j ec t ed  ( ~ ~ 6 4 )  o r  i f  t h e  pulse  analyzer  is t r i g -  
gered t o  sample t h e  base l ine  when the re  is no s i g n a l  (ch62).  
The s t a b i l i z a t i o n  devices, some of which a r e  ava i l ab le  commercially, 
have achieved enough soph i s t i ca t ion  and ease of use t o  be p r a c t i c a l  when 
l a rge  i n t r i n s i c  drifts a r e  expensive. More work s e e m  required t o  
s impl i fy  the  generation of tagged pulses i n  or  near t h e  s c i n t i l l a t o r .  
A .  De f in i t i on  and Sgec i f i ca t ion  of Nonlinear i tv  
We continue t o  assume t h a t  for every gamma ray  of energy E we can 
o b t a i n  the  mean vol tage o r  channel number P of t he  fu l l -energy  peak i n  
t h e  corresponding pulse-height d i s t r i b u t i o n  N(p). 
t h e  methods f o r  f ind ing  P .  A given spectrometer has l i n e a r  pulse-height  
response over the  s t a t e d  energy range i f  the re  e x i s t  constants a and b 
such t h a t  P ( E )  = aE + b, wi th in  experimental e r ro r ,  f o r  gamma-ray energies 
i n  some region E L s E < E U  . 
though the  value of b is r a t h e r  a r b i t r a r y  s ince  the  pulse  height  r e g i s -  
t e r e d  f o r  a pulse  of zero amplitude i s  ad jus tab le  i n  most pulse-height 
ana lys i s  equipment. For t h i s  reason l i n e a r i t y  of an e n t i r e  spectrometer 
is u s u a l l y  discussed, though reference t o  p ropor t iona l i t y  i s  more 
appropr ia te  for the  s c i n t i l l a t o r  i t s e l f .  
I n  Sect .  V a r e  discussed 
The response is  propor t iona l  i f  b = 0, 
Even under the  b e s t  circumstances, N a I ( T 1 )  gamma-ray s c i n t i l l a t o r s  
do not  y i e l d  l igh t -output  response propor t iona l  wi th in  normal experi-  
mental  e r r o r  t o  the  energy absorbed. This unavoidable nonproport ional i ty  
complicates da t a  analysis  and l i m i t s  p rec is  ion.  Nonl inear i t ies  i n  
e l e c t r o n i c  instruments may aggravate t h i s  unpleasant s i t u a t i o n  and a l s o  
provide a source of d r i f t .  To analyze the  l i n e a r i t y  problem, w e  w i l l  
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examine i n  Sect.1V.B. t he  p ropor t iona l i t y  of each of t he  elements of t h e  
chain process which links inc ident  gamma rays with output  pulse-height  
d i s t r ibu t ions  . 
For an example of l i n e a r i t y  d e f i n i t i o n ,  consider  t h e  combined e l ec -  
t r o n i c  gear which connects t h e  magnitude of t h e  charge q l i b e r a t e d  a t  
t h e  anode of  a photomult ipl ier  t o  t h e  mean pulse  he igh t  P observed on a 
multichannel d i f f e r e n t i a l  pulse-height  ana lyzer .  We assume here  t h a t  q 
does not  vary s t a t i s t i c a l l y ,  and if noise  is  s m a l l  w e  can ignore t h e  
width of the s t a t i s t i c a l  d i s t r i b u t i o n  of ou tput  p f o r  a given q .  To 
e l imina te  channel width ambiguity, w e  f u r t h e r  suppose t h a t  observat ions 
a r e  made fo r  pu lse  he ights  which average on t h e  boundary between ad jacent  
pulse-height channels.  So w e  may ob ta in  a s e r i e s  of experimental  po in ts  
(Pi, q . ) ,  and wish t o  f i t  them wi th in  e r r o r  t o  an expression of t h e  form 
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where a and b are t o  be chosen t o  minimize t h e  maximum absolu te  value of 
R ( q )  observed i n  t h e  range of i n t e r e s t .  The i n t e g r a l  non l inea r i ty  ( I n t -  
non) of the t e s t e d  equipaent is usua l ly  def ined r e l a t i v e  t o  the  f u l l  
range of poss ib le  pulse  heights  as Intnon = f IRI  
Intnon r e f l e c t s  t he  degree of d i f f i c u l t y  t h e  experimenter has i n  drawing 
a s t r a i g h t - l i n e  c a l i b r a t i o n  r e l a t i n g  c o l l e c t e d  charge q t o  mean pulse  
he ight  P. 
max/'full s e a l e .  
A complementary quant i ty  is the  d i f f e r e n t i a l  non l inea r i ty  -(Difnon) . 
Let d be a constant  chosen t o  minimize t h e  maximum observed absolu te  
value of S(q)  i n  t h e  r e l a t i o n  dP(q)/dq = d + S ( q ) .  
1s lmax 
menter i n  determining from a continuous pulse-height  spectrum t h e  t r u e  
number of pulses pe r  u n i t  range of q.  
Then u s u a l l y  Difnon = 
/d. D i f  non represents  t h e  d i f f i c u l t y  encountered by t h e  experi-  
The quant i t ies  Difnon and Intnon are r e l a t e d ,  s ince  i f  e i t h e r  is 
zero t h e  other must be.  This r e l a t i o n s h i p  depends upon t h e  r a p i d i t y  of 
t he  s i g n  f luc tua t ions  i n  S( q)  . 
nonl inear i ty  has s m a l l  i n t e g r a l  non l inea r i ty  i f  a l t e r n a t e  channels have 
twice t h e  width of t h e  in te rvening  ones. On t h e  o t h e r  hand, Difnon f o r  
An ana lyzer  with a 5 33% d i f f e r e n t i a l  
1 
a i 0.576 Intnon is a t  l e a s t  fou r  times as large,  or i z$. 
if the  lower ha l f  of t he  channels a r e  yo l a rge r  than average and t h e  
second ha l f  2% lower than average. So if one observes an i n t e g r a l  non- 
l i n e a r i t y  of f 0.5% of f u l l  s c a l e  t h e r e  is p r a c t i c a l  assurance t h a t  t h e  
corresponding d i f f e r e n t i a l  nonl inear i ty  is g r e a t e r  than * 2$. The d i s -  
cussion of d i f f e r e n t i a l  nonl inear i ty  has been included because of i t s  
g r e a t  importance, though the  concept of i n t e g r a l  l i n e a r i t y  is more 
n a t u r a l l y  employed i n  energy c a l i b r a t i o n  problems . 
This occurs 
B. Origins of Nonproportionali ty 
A t  every s t e p  of the  energy t r a n s f e r  process between the  gamma-ray 
source and t h e  pulse  analyzer there  a r e  opportuni t ies  f o r  nonproportion- 
a l i t y .  Some of these  may be control led.  The more prominent opportuni- 
t i e s  a r e  descr ibed below, working from the  equipment output toward i t s  
input .  
is t o  be used, though many of the  e f f e c t s  occur i n  more complex spec- 
t rometers .  
Assume t h a t  a s ing le -c rys t a l  N a I ( T 1 )  s c i n t i l l a t i o n  spectrometer 
1. Pulse-height  analyzers a r e  a s i g n i f i c a n t  source of non l inea r i ty .  
The cu r ren t ly  most popular multichannel types employ input l i n e a r  ampli- 
f i e r s  and ga tes ,  followed by a conversion from pulse-voltage amplitude t o  
a time i n t e r v a l  measured by using a gated o s c i l l a t o r  and a s c a l e r  t o  give 
the  channel number. Manufacturers gene ra l ly  claim i n t e g r a l  non l inea r i t i e s  
of no worse than * 0.5% and d i f f e r e n t i a l  non l inea r i t i e s  of no worse than  
f q~, if the  lowest few percent  of the  pulse-height range is ignored. 
Experience shows t h a t  t he  t y p i c a l  untested 'mult ichannel  pulse-height ana- 
l yze r  found i n  the  nuclear laboratory must be assumed t o  be no more l i n e a r  
than  t h e  spec i f i ca t ions  quoted fo r  it a t  t h e  time of purchase. 
2.  Linear amplif iers  and preamplif iers  i n  common use seldom have 
important nonproport ional i ty  when proper ly  employed. 
a r e  observed near  t h e  highest  pulses meant t o  be produced; vacuum-tube 
systems e spec ia l ly  requi re  occasional maintenance t o  minimize t h i s  e f f e c t .  
One should note whether gross pulse-shape changes occur near these  
h ighes t  amplitudes, s ince pulse  analys is  equipment is of t en  s ens it ive  t o  
pulse  shape as wel l  as maximum amplitude. 
Most deviat ions 
I 
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3. Mul t ip l ie r  phototube p ropor t iona l i t y  depends a t  l e a s t  on 
pulses  of a l l  important amplitudes sensing the  same e l e c t r i c  p o t e n t i a l  
d i s t r i b u t i o n  throughout t h e  m u l t i p l i e r .  This i n  t u r n  depends on t h e  
absence of important space charge e f f e c t s  and upon t h e  supply of s t a b l e  
vol tages  t o  a l l  t he  dynodes. 
enough t o  furn ish  the  average cur ren t  d ra in  without appreciable  vol tage 
change (< 0.05 V anywhere along the  d i v i d e r ) ,  bu t  equivalent  s t a b i l i t y  
during a pulse i s  u sua l ly  obtained by t h e  use of a s e r i e s  of bypass 
condensers l ink ing  t h e  last photomult ipl ier  s tages  t o  e l e c t r i c a l  ground. 
Space charge e f f e c t s  can occur during l a rge  pulses ,  though t h i s  danger 
is  s l i g h t  when using N a I ( T 1 )  i f  phototube gains have been kept  small t o  
reduce d r i f t ,  unless vol tage d i f fe rences  between e lec t rodes  near  t h e  
anode a r e  subnormal. 
The dynode supply system must be " s t i f f "  
4. Bias i n  l i g h t  and photoelectron co l l ec t ions  r e s u l t  from d i f -  
ferences i n  t he  average e f f i c i e n c y  of l i g h t  c o l l e c t i o n  from various 
pa r t s  of the s c i n t i l l a t o r  t o  the  photocathode, and from t h e  i l lumina t ion  
of t he  cathode seldom being s o  uniform t h a t  va r i a t ions  i n  photoelectron 
co l l ec t ion  e f f i c i ency  a r e  completely averaged. These nonuniformities 
a r e  general ly  discussed i n  t h e  context  of t he  t r a n s f e r  var iance (Br55 ,  
si58, ~ a 6 2 ) .  The nonuniformity of e f f i c i e n c y  f o r  production of mult i -  
p l i e d  photoelectrons r e s u l t i n g  from these  combined e f f e c t s  i s  important 
because the considerable  absorpt ion of lower energy gama  rays i n  the  
s c i n t i l l a t o r  produces a s p a t i a l  d i s t r i b u t i o n  of l i g h t  production which 
changes as a func t ion  of gamma-ray energy. A nonproport ional i ty  is 
introduced which has not  been i s o l a t e d  from others  bu t  which may be 
assumed t o  be present  whenever scanning a mounted c r y s t a l  with a low- 
energy source ind ica tes  a v a r i a t i o n  of t h e  mean pulse  he ight  with source 
pos i t i on .  The l a t t e r  e f f e c t  has o f t en  been observed on l a rge  c r y s t a l s  
and on those whose length  is  g rea t e r  than  t h e i r  diameter. 
5 .  S c i n t i l l a t o r  nonproport ional i ty  has been demonstrated f o r  
N a I ( T 1 )  by a number of experimenters: t he  mean l i g h t  output  from the  
in t e rac t ion  of gama  rays with a N a I ( T 1 )  c r y s t a l  i s  not  propor t iona l  
t o  the  energy l o s t  i n  t h e  s c i n t i l l a t o r  ( ~ n 5 6 ,  pe60, ~ a 6 1 ,  ~ 3 6 2 ,  11-62, 
He65). Zerby, Meyer, and Murray (ze61) and I r e d a l e  (11-62) have 
i d e n t i f i e d  t h e  experimental  r e su l t s  with an underlying energy v a r i a t i o n  
of the l i g h t  production e f f ic iency  of e l ec t rons ,  compounded w i t h  t h e  
manyfold electron-photon cascade in  t h e  s c i n t i l l a t o r .  This view is 
cons i s t en t  with t h e  e x i s t i n g  e lec t ron  da ta  (sh64) and with t h e  under- 
s tanding  of t h e  s c i n t i l l a t i o n  e f f i c i ency  vs s p e c i f i c  energy loss yielded 
by Murray and Meyer (Mu61). Commonly i n  s tud ie s  of s c i n t i l l a t o r  propor- 
t i o n a l i t y  one p l o t s  t h e  s p e c i f i c  l i g h t  production per  u n i t  energy aga ins t  
energy,* though from such a p lo t  numerical values of i n t e g r a l  and d i f f e r -  
e n t i a l  non l inea r i t i e s  cannot be d i r e c t l y  obtained. The da ta  of Kaiser 
( ~ 8 6 2 )  imply i n t e g r a l  non l inea r i t i e s  of > 1% over the  range 15-300 keV, 
< 0.2$ over the  range 0.08-1.3 MeV,)* and about 0.5% i n  the  range 
10-80 keV. 
S c i n t i l l a t o r  non l inea r i ty  i s  t h e  most important of t h e  d i f f i c u l t i e s  
thus f a r  discussed.  
response of t he  s c i n t i l l a t o r  t o  electrons,  t he  dependence upon c r y s t a l  
s i z e  has not  been expressed simply. Furthermore, s p e c i a l  spectrometer 
types such as p a i r  spectrometers do not  involve t h e  same s e r i e s  of 
secondary e l ec t ron  in t e rac t ions  i n  t h e  c r y s t a l  as does a s ingle-crys t a l  
spectrometer a t  t he  same energy, s o  p ropor t iona l i t y  of such spectrometers 
might be observably d i f f e r e n t  . 
Since analysis  must be based on the  underlying 
6. Compton s c a t t e r i n g  and bremsstrahlung o r  e l e c t r o n  escape 
involve the  nonunique r e l a t i o n  between the  source gamma-ray energy and 
the  energy loss d i s t r i b u t i o n  i n  a c r y s t a l .  Compton s c a t t e r i n g  a t  a smal l  
angle  i n  a t h i c k  source o r  from a col l imator  between the  source and 
de tec to r  can cause t h e  average energy of t he  photons en ter ing  t h e  c r y s t a l  
t o  be lower than  t h e  unsca t te red  photon energy. The f r a c t i o n a l  e f f e c t  on 
t h e  apparent peak pos i t i on  changes with photon energy, s o  a nonpropor- 
t i o n a l i t y  occurs.  The magnitude of t h i s  e f f e c t  i s  not  known t o  have 
%Jnfor tuna te ly  some of the  authors c i t e d  suggest  nonconstancy of L/E as 
evidence aga ins t  s c i n t i l l a t o r  " l i nea r i ty , "  while according t o  our more 
s tandard  d e f i n i t i o n  it demonstrates nonproport ional i ty .  Any s t r a i g h t  
l i n e  on a p l o t  of L vs E produces nonconstant L/E unless t h e  l i n e  passes 
through the  o r i g i n .  
?'itOver t h i s  range t h e  NaI(T1) nonproport ional i ty  a l so  appears as a f a l s e  
in t e rcep t ,  zero pulse  he ight  seerninly corresponding t o  about -20 keV. 
This is a common p r a c t i c a l  observation ( see  also ~ n 5 6 ) .  
been discussed i n  t h e  l i t e r a t u r e ,  bu t  can be est imated.  Suppose t h a t  a 
monoenergetic source of 1-MeV gamma rays i s  surrounded by a Compton- 
s c a t t e r i n g  shea th  j u s t  1 mean f r e e  path th ick ,  so  t h a t  63% of the  o r i g i -  
n a l  gamma rays s c a t t e r .  I n  t h i s  s i n g l e - s c a t t e r i n g  approximation one can 
es t imate  that  a spectrometer with 5% re so lu t ion  a t  t h i s  energy would 
have i t s  apparent peak pos i t i on  s h i f t e d  by about 1.5 keV if  no co r rec t ion  
were made for the  continuum, depending somewhat on the  method used t o  
ob ta in  the  peak p o s i t i o n .  
Similar ly ,  bremsstrahlung o r  e l ec t rons  escaping from a s c i n t i l l a t o r  
can s h i f t  the apparent fu l l -energy  peak t o  a value s l i g h t l y  below t h a t  
an t ic ipa ted .  The bremsstrahlung e f f e c t  can be roughly est imated t o  be 
about 1 keV f o r  3-MeV gamma rays on a 2-em-dim c r y s t a l  with 4% reso lu-  
t i o n ,  bu t  the e f f e c t  would be l a r g e r  f o r  smal le r  c r y s t a l s  or higher  
energies .+$ Elec t ron  escape is more d i f f i c u l t  t o  es t imate .  
These e f f e c t s  do not  des t roy  the  e f f i cacy  of c a l i b r a t i o n s  i n  the  
energy neighborhood of t h e  unknown if t h e  geoinetry is unchanged, bu t  
can a f f e c t  t h e  p r o p o r t i o n a l i t y  of source energy t o  mean "photopeak" 
pulse  height i n  a s u b t l e  manner. 
C . Linear i ty  Tes t  Methods 
1. Pulser Tests. -- I n t e g r a l  l i n e a r i t y  may be checked using rad io-  
ac t ive  sources,  but  p rec i s  e r e s u l t s  a r e  s u f f i c i e n t l y  d i f f i c u l t  by t h i s  
method t h a t  e l e c t r o n i c  equipment should f i r s t  be t e s t e d  using a p rec i s ion  
t e s t  pu lser .  The confusion caused by s c i n t i l l a t o r  nonpropor t iona l i t i es  
can be avoided i n  t h i s  manner u n t i l  the  e l e c t r o n i c  equipment has been 
proved usable. The fol lowing precautions must be taken i n  t h e  use of 
p rec i s ion  t e s t  pulsers+"$(see a l s o  Crouch and Heath, cr63): 
*Estimated from Zerby and Moran's (Ze59) bremsstrahlung ca lcu la t ions  
f o r  3-MeV electrons , toge ther  with escape p r o b a b i l i t i e s  from Case, 
de Hoffmann, and Placzek (Ca53). 
+$*Mercury-switch pulsers  a r e  popular f o r  t h i s  s e rv i ce .  The design m u s t  
include a t ime-constant f o r  charging the  switched capac i to r  such t h a t  
t he  desired p o t e n t i a l  a c t u a l l y  appears a t  t h e  capac i tor  terminals  when 
the  switch i s  ac t iva t ed .  
a. Pulses  should e n t e r  t h e  
t h e  f i r s t  c i r c u i t  element capable 
system between the  phototube base and 
of nonproportional behavior, p referab ly  
without t he  de t ec to r  being disconnected during tes t  measurements. The 
t e s t  pu lse  should have r i s e  and decay times which match the  pulses from 
t h e  phototube. 
b .  A s u f f i c i e n t l y  high-qual i ty  a t t enua to r  or vol tage  con t ro l  (o r  
readout )  must be employed. 
e .  If the  pulser  has ac t ive  elements between i ts  output and t h e  
po in t  of p rec i s ion  pulse  generation, t hese  c i r c u i t  elements must be 
propor t iona l  beyond question. Such intermediate  c i r c u i t s  a r e  sometimes 
employed t o  provide f l e x i b i l i t y  of output pulse  shape. 
d. The custom of using l ine-frequency r e p e t i t i o n  r a t e s  should be 
discouraged, s ince  l ine-frequency pickup can d isp lace  t h e  pulse  height  
"zero" of pulse-height ana lys i s  systems. 
pulse  he ights  from t h i s  noise  would be p re fe rab le .  
In t roduct ion  of a spread i n  
e .  If the  d i s t r i b u t i o n  of pulse  amplitudes is narrower than one 
channel, some p lan  must be followed t o  allow determination of t h e  f r a c -  
t iona l -channel  value corresponding t o  the  average pulse  he ight .  Some 
workers introduce noise  on t h e  s i g n a l  t o  produce a d i s t r i b u t i o n  wide 
enough t o  be e a s i l y  p lo t t ed ,  but  the  authors p re fe r  t o  observe a 
dynamic channel-address ind ica tor  while ad jus t ing  t h e  pulse  amplitude 
u n t i l  t h e  s to rage  r a t e  is shared about equal ly  between adjacent  channels. 
I n  t h i s  manner no e r r o r  l a r g e r  than 0.2 channel w i l l  l i k e l y  be made. 
Crouch and Heath (cr63) descr ibe a more p rec i se  extension of t h i s  approach. 
f .  A t  l e a s t  15 points  should be taken f o r  a c a r e f u l  check, per- 
haps with a concentrat ion a t  low pulse  heights  where non l inea r i t i e s  
o f t e n  appear. The pulse amplitudes should not be chosen i n  a monotonic 
sequence . 
D i f f e r e n t i a l  l i n e a r i t y  is of most i n t e r e s t  when s p e c t r a l  i n t e n s i t i e s  
(counts per  MeV or per v g l t )  must be determined i n  a continuous spectrum, 
b u t  a good t e s t  of d i f f e r e n t i a l  l i n e a r i t y  may be in tegra ted  t o  produce a 
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prec i se  t e s t  of i n t e g r a l  l i n e a r i t y  ( e l ec t ron ic s  onlylc). 
D i f f e ren t i a l  l i n e a r i t y  t e s t s  may be performed by d i f fe renc ing  very  
p rec i se  i n t e g r a l  da t a  o r  by using a pu l se r  which y ie lds  pulses shaped 
properly and d i s t r i b u t e d  uniformly over the  pulse-height  range employed. 
A t  a low (60, perhaps up t o  250, counts/sec) r e p e t i t i o n  r a t e  t h i s  may 
be done by applying a l i n e a r  vo l tage  ramp from a l o w  impedance source 
t o  a mercury switch pulser .  A s p e c i a l  c i r c u i t  may be constructed (~065) 
or  a slow (50- t o  100-see) sweep from a s tandard  labora tory  osc i l loscope  
may be used. The l i n e a r i t y  of t h e  vol tage  ramp may be t e s t e d  using a 
d i f f e r e n t i a t i n g  c i r c u i t  designed t o  produce a s m a l l  (-10-mV) vol tage 
output  appropriate  t o  dr ive  a potentiometer-type cha r t  recorder .  Except 
f o r  t h e  very f i r s t  p a r t  of t h e  sweep before the  response time of t h e  
recorder  i s  exhausted, the  recorder  should ind ica t e  a constant  vol tage 
during each sweep. With such a system many hours a r e  requi red  t o  ob ta in  
an adequate number of counts.  Unfortunately,  most pu lsers  having higher  
r e p e t i t i o n  r a t e s  do not have t h e  simple p rope r t i e s  of t h e  mercury switch; 
a l t e r n a t e  designs requi re  considerable  pains be taken t o  assure  the  
equal d i s t r i b u t i o n  of output pu lses .  
An a l t e r n a t i v e  approach produces a f l a t  spectrum of pulses by t h e  
use of a pe r fec t  t ime-to-pulse-height converter  coupled with a random 
t ime- in te rva l  generator such as a r ad ioac t ive  source (Dr59). 
sp lendid  concept, bu t  it i s  hard t o  obta in  a time-to-amplitude converter  
with independently t e s t a b l e  o r  completely r e l i a b l e  l i n e a r i t y .  
This i s  a 
2. I n t e g r a l  L inea r i ty  Tested with Gamma-Rays of Known Energy. -- 
When t h e  e l ec t ron ic  equipment is working w e l l  enough, t h e  energy c a l i -  
b ra t ion  of t h e  system may be s tud ied  using gamma rays. Precautions must 
%It i s  of ten suggested t h a t  the  r a t h e r  f l a t  spectrum of pulse  amplitudes 
observed i n  t he  Cornpton t a i l  region with a source such as 6oCo might be 
used t o  s tudy d i f f e r e n t i a l  l i n e a r i t y .  Since the  expected spectrum shape 
is imperfect ly  known, the  pulse  spectrum must be s t u d i e d  a t  d i f f e r e n t  
e l ec t ron ic  ga ins .  This method would be qu i t e  valuable  if it covered t h e  
whole range of pulse  heights  needed t o  be t e s t e d  and if t h e r e  were no 
ambiguity i n  the  "zero" of t h e  pulse  ana lys i s  system. Such a t e s t  is 
exce l len t  f o r  de tec t ing  an "odd-even" non l inea r i ty  i n  which a l t e r n a t e  
channels are  wider than the  intervening ones. 
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be taken t o  avoid d r i f t  and nonl inear i ty ,  so  such an exerc ise  is uneco- 
nomical except for  the  c a l i b r a t i o n  of the energy s c a l e  f o r  some exper i -  
ment. Here we review t h e  s t e p s  to  be taken t o  minimize e f f e c t s  of d r i f t  
and expose t h e  needed information concerning t h e  energy sca l e .+  
a.  Pulse-height  s p e c t r a  f r o m  a s e r i e s  of gamma rays of known energy 
must be s tud ied ,  with one c a l i b r a t i o n  p o i n t  as c lose  as poss ib le  t o  t h e  
energy of any d i s c r e t e  unknown peak. 
s tud ied ,  c a l i b r a t i o n  sources m u s t  be s c a t t e r e d  over i t s  e n t i r e  energy 
range. 
If a broad spectrum is t o  be 
b .  Popular ly  t h e  pulse  spec t r a  f r o n  unknowns and energy s tandards 
are measured simultaneously t o  avoid d r i f t  e f f e c t s ,  as descr ibed i n  Sec t .  
3. 
removed s o  t h a t  proper subt rac t ion  of t h e  r e s i d u a l  spectrum "underneath" 
a given peak may be performed. Ynis method f requent ly  prevents use of 
t h e  nea res t  poss ib l e  c a l i b r a t i o n ,  and cannot be used f o r  continuous 
s p e c t r a  . 
They m u s t  a l s o  be obtained sepa ra t e ly  o r  with one source a t  a t i m e  
When the  spectrum being s tudied  is complex o r  widely d i s t r i b u t e d ,  
t h e  source-interchange method is  requi red .  The i n t e n s i t i e s  of t h e  two 
sets  of gamma sources should be  arranged so  as t o  keep the  average 
phototube anode cur ren t  constant2%k and r a t h e r  low (1 x lo-' anp) .  
se t s  must be interchanged more than once t o  expose d r i f t ,  and r e s u l t s  
are most conclusive if one gamma ray  can be r e t a ined  as a aember of 
each s e t .  
Source 
e .  Ca l ib ra t ion  sources should be placed i n  geometry s imilar  t o  
t h a t  of  t h e  unknown source so  tha t  any geometry-sensit ive nonproportion- 
a l i t i e s  w i l l  occur i n  the  ca l ib ra t ion .  
The above precautions may be re laxed  whenever maximum prec i s ion  is 
not requi red .  
+:The corresponding da ta  ana lys i s  problem is taken up i n  s e c t .  V .B. 
+*Note t h a t  on pulse-height  analyzers which convert  pu lse  amplitudes t o  
t i m e  i n t e r v a l s  t h e  r a t i o  of " l ive  time" t o  clock time is a convenient 
measure of t he  average anode current ,  i f  t h e  e f f e c t  of the  f i x e d  s torage  
t i m e  is compensated f o r .  
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D. Data Reduction t o  Canpensate f o r  Nonl inear i t ies  
The above discuss  ion sho.ws t h a t  n o n l i n e a r i t i e s  should be observed 
i n  a ca re fu l  gamma-ray experiment unless  t h e  energy range is  small o r  
t he  sources of non l inea r i ty  somehow compensate each o the r .  To avoid 
se r ious  ill e f f e c t s  i n  t h e  r e s u l t s ,  one of t h r e e  overlapping approaches 
may be used: 
1. The energy vs pulse-height  c a l i b r a t i o n  may be r e s t r i c t e d  t o  
s o  s m a l l  an energy range t h a t  l o c a l  or  t a n g e n t i a l  l i n e a r i t y  may be 
assumed. This simple method i s  h igh ly  esteened where it is appl icable  
( see  ~ e 6 0 a ) .  
2. The c a l i b r a t i o n  data may be f i t  with some appropr ia te  o r  
guessed func t iona l  form. 
f i t  t o  a P vs E r e l a t i o n  which includes one o r  more nonl inear  terms 
(~~62, ~ e 6 5 ) .  The form of t h e  nonl inear  term is u s u a l l y  a r b i t r a r y ,  
leading t o  some conceptual d i f f i c u l t y  because t h e  s t a t i s t i c a l  ana lys i s  
of f i t t i n g  procedures assumes t h a t  t h e  chosen f u n c t i o n a l  form is capable 
of p rec i se ly  f i t t i n g  t h e  expec ta t ion  values of Pi. 
Ca l ib ra t ion  data t y p i c a l l y  can be more nea r ly  
3. A p r i o r i  information can be used t o  remove non l inea r i t i e s  from - 
t h e  d a t a  p r i o r  t o  es tabl ishment  of an energy sca le .+$  One hopes here  t h a t  
t h a t  t h e  uncompensated n o n l i n e a r i t i e s  may become i n s i g n i f i c a n t ,  or a t  
leas t  t h a t  method 1 above may be appl ied  over an  enlarged energy range 
o r  t h a t  the amplitudes of nonl inear  terms 2 may be diminished. 
Methods 1 and 2 are discussed i n  Sec t .  V .B. Here w e  discuss  method 
3, prefer red  by us when method 1 is inadequate.  Analysis of t h e  e lec-  
t r o n i c  non l inea r i t i e s  is  s t r e s sed ,  b u t  information from t h e  references 
on s c i n t i l l a t o r  nonpropor t iona l i ty  should be superposed. 
The purpose of t h i s  approach is t o  ob ta in  f o r  each pulse  he igh t  p 
a transformed pulse  he ight  p’(p) = p + A(p) such t h a t  on t h e  new p’ 
+$Equivalently, t he  nonl inear  term can be s p e c i f i e d  i n  d e t a i l  on the  
bas i s  of a p r i o r i  information. - 
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s c a l e  photopeak pos i t i ons  can be expressed as a l i n e a r  func t ion  of gamma- 
r ay  energy over t h e  des i r ed  range of E .  
v a l e n t  of a p l o t  of A(p) vs p t o  perform t h i s  t ransformation on both 
unknown and c a l i b r a t i o n  s p e c t r a .  
p r a c t i c a l  i n  t h e  case of e l ec t ron ic  non l inea r i t i e s ,  provided t h e s e  non- 
l i n e a r i t i e s  a r e  s u f f i c i e n t l y  s t a b l e  t o  a l low t h e  use of pu l se r  ca l ib ra -  
t i o n  data.;' If very  good i n t e g r a l  pu l se r  da t a  a r e  ava i l ab le ,  one can 
draw ( i m p l i c i t l y  o r  a c t u a l l y )  a n  a r b i t r a r y  s t r a i g h t  l i n e  among the  poin ts ,  
p l o t  t h e  deviat ions from t h i s  s t r a i g h t  l i n e  as a func t ion  of pu lse  height ,  
and i n t e r p o l a t e  between them t o  evaluate A(p) . 
I n  p r a c t i c e  one needs t h e  equi- 
Such a l i n e a r i z a t i o n  technique i s  
If good d i f f e r e n t i a l  l i n e a r i t y  da ta  are ava i l ab le ,  a more p r e c i s e  
- 
cor rec t ion  can be made. L e t  5 be t h e  observed count i n  channel k, n 
being t h e  average over t he  whole spectrum. We assume f o r  convenience 
t h a t  t h e  analyzer  counts properly even i n  t h e  lowest channels .+'+$ The 
purpose is t o  t ransform t h e  pulse-height coordinate  t o  p ' (p)  i n  such a 
way t h a t  i n  t h e  new system a u n i t  channel would c o l l e c t  counts.  Then 
a l i n e a r  r e l a t i o n s h i p  p '  = av i- b w i l l  hold i n  t h e  transformed system, 
where v is t h e  pulse  amplitude a t  t h e  inpu t  t o  t h e  e l e c t r o n i c  system. 
D i f f e r e n t i a l  l i n e a r i t y  data y i e ld  information on the  t ransformation f o r  
h a l f - i n t e g r a l  values of pu lse  height p = k + 1/2, using t h e  d e f i n i t i o n  
t h a t  t he  i n t e g r a l  channel number is assigned as t h e  value of t h e  pu l se  
he igh t  i n  the cen te r  of each channel: 
k - 
p'(k + 1/2) = 1/2 +l nm/E . (1) 
Values f o r  p f k + 1/2 m u s t  be in te rpola ted .  
e r r o r  i n  p' can be der ived f o r  the case of a random-amplitude pulser :  
The var iance o r  mean-square 
;'The authors have experienced most of t h e i r  d i f f i c u l t y  i n  matching wel l  
enough the  shapes of t h e  t e s t  and NaI (T1)  pu l se s .  
'"$Attention may be concentrated on any des i r ed  range of channels by a 
s l i g h t  extension of t h e  method given. 
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where N i s  the  t o t a l  number of counts s t o r e d  i n  t h e  analyzer  and 
k 
F 
s k = L  n . 
m= 1 m 
With reasonable s l i d i n g  pulser  da ta  Eq. ( 2 )  gives a g r e a t  overest imate  
of t h e  variance because s t a t i s t i c a l  e r ro r s  a r i s e  only  i n  t h e  s o r t i n g  of 
counts between channels.  Thus t h e  uncer ta in ty  i n  p '(k + 1/2) is  some- 
th ing  l i k e  o(r$/E, where "(%) < /\, depending on the  amount of no ise .  
With e i t h e r  of t he  methods of l i n e a r i z a t i o n  descr ibed above, it 
is important to keep t r a c k  of t he  s p e c t r a l  i n t e n s i t i e s  when the  unknown 
spectrum is  continuous. To determine the  number of counts per  MeV, a 
smooth approximation must be made t o  the  A(p) vs p curve.  Pure ly  s t a t i s -  
t i c a l  f luc tua t ions  must not be allowed unless they  a r e  r e l a t i v e l y  smal le r  
than  those i n  the spectrum of the  "unknown." 
E .  The Importance of L inea r i ty  Corrections 
The magnitude of e r ro r s  i f  non l inea r i t i e s  a r e  ignored can be e s t i -  
mated by assuming t h a t  t he  pulse-height analyzer  and NaI(T1) nonl inear i -  
t i e s  a r e  dominant. If one s t r a i g h t  l i n e  is chosen t o  represent  Pi vs Ei 
f o r  t h e  whole energy range from 0.05 t o  2 MeV, e r r o r s  up t o  10 keV must 
be expected. 
l imi t ing  prec is ion  near 0.2% of an unknown energy were des i red .  
i f  t h e  ca l ib ra t ion  is confined t o  a quar te r  of t h e  pulse-height  range, 
a l o c a l  l i nea r  approximation is a p t  t o  approach t h e  requi red  i n t e g r a l  
p rec i s  ion.  
So l a rge  a systematic  e r r o r  would be most s e r ious  i f  
However, 
V. ENERGY ANALYSIS OF PULSE-HEIGHT SPECTRA 
We suppose t h a t  pulse-height  d i s t r i b u t i o n s  Ni(p) a r e  ava i l ab le  from 
each of a se r i e s  of gamma-ray emi t te rs  of energy E and we wish t o  i' 
derive from these  d i s t r i b u t i o n s  an unknown energy E f o r  which a pulse-  
he ight  d i s t r i b u t i o n  is a l s o  ava i l ab le .  Energy c a l i b r a t i o n  f o r  a con- 
t inuous unknown spectrum i s  an extension of t h i s  problem. Only the  f u l l -  
energy peaks a r e  t o  be considered i n  the  ana lys i s ,  though information 
can sometimes be der ived from o the r  fea tures  of t h e  d i s t r i b u t i o n s .  
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The subsect ions below indica te  t h e  s t eps  requi red  t o  obta in  a s i n g l e  
pulse  he igh t  Pi t o  r ep resen t  t he  pulse-height d i s t r i b u t i o n  from each 
g m a - r a y  energy and t o  i n t e r p r e t  the  r e s u l t i n g  da ta  couplets (Pi,Ei) 
t o  y i e l d  t h e  gamma-ray energy and unce r t a in ty  corresponding t o  a f u l l -  
energy peak centered a t  any pulse  he ight  P .  
A .  Choice of t he  Pulse  Height P, t o  Represent N,(p) 
1. I s o l a t i o n  of the  Pulse-Height Spec t ra  from Indiv idua l  Gama 
Rays. -- The d i s t r i b u t i o n  from the gamma r a y  of energy E .  w i l l  genera l ly  
be accompanied by some labora tory  background and by i n t e r f e r i n g  counts 
from o the r  gamma sources simultaneously exposed t o  the  s c i n t i l l a t o r .  
Such backgrounds should be subtracted p r i o r  t o  ana lys i s  f o r  c a l i b r a t i o n .  
While pulse-height  analyzers f requent ly  allow background t o  be subt rac ted  
withnut  use of an  e x t e r n a l  da ta  s torage  medium, such i n t e r n a l  sub t r ac t ion  
should be avoided unless  one of  the parent  d i s t r i b u t i o n s  is a l s o  recorded 
t o  allow ana lys is  of s t a t i s t i c a l  unce r t a in t i e s .  
1 
When a s i n g l e  nucl ide emits more than one gamma ray,  i s o l a t i n g  a l l  
t h e  puls e-height d i s t r i b u t i o n s  generated by ind iv idua l  source energies 
is  d i f f i c u l t  unless coincidence methods can be used. The e f f e c t s  of 
one gamma ray  on the  peak d i s t r ibu t ions  of the  others  must i n  t h i s  case 
be removed, using in t e rpo la t ed  information on the  spectrometer response.  
Fortunately,  only t h e  region within two o r  t h ree  s tandard  deviat ions of 
each fu l l -energy  peak is needed f o r  ana lys i s  .+ 
2. Determination of the  Peak P o s i t i o n  P from t h e  Corrected i 
Ni(p). -- We now consider an i so l a t ed  pulse-height  d i s t r i b u t i o n  f o r  a 
g a m a  r a y  of energy Ei .  
f r equen t ly  approximates values taken from a normal d i s t r i b u t i o n  G(p), 
we wish t o  choose P One can estimate t h e  average pulse  height ,  t he  
mode of the  d i s t r i b u t i o n ,  o r  some o the r  convenient measure. 
case,  t h e  purpose is  t o  choose a reproducible scheme f o r  a given experi-  
ment which can be used with a l l  the fu l l -energy  d i s t r i b u t i o n s  t o  be 
Given th i s  d i s c r e t e  d i s t r i b u t i o n  N . ( p ) ,  which 
1 
i' 
I n  any 
Y3ome of t he  peak analysis  methods descr ibed i n  t h i s  s e c t i o n  w i l l  y i e l d  
a r e s u l t  even if t h i s  peak i so l a t ion  procedure is not followed, because 
a cons tan t  background has been impl i c i t l y  assumed. 
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intercompared. There is  no need t o  determine P .  more p r e c i s e l y  than t h e  
experiment warrants, s o  d r i f t s  and o the r  c a l i b r a t i o n  d i f f i c u l t i e s  should 
be roughly evaluated before  any complicated method f o r  f ind ing  t h e  P ' s  
is i n i t i a t e d .  
1 
i 
When only t h e  peak pos i t i on  is des i red ,  t he  e f f e c t s  of f i n i t e  
pulse-height channel width can near ly  always be ignored.* 
Throughout, a pulse  height  is indexed a t  i t s  center ,  i . e . ,  pulse  
he ight  p is i n  channel k i f  k - 0.5 < p < k + 0.5 .++++ 
a.  Graphical methods. -- The optimum choice among the  poss ib l e  
graphica l  methods may depend on whether o ther  parameters of the  f u l l -  
energy peak a re  needed. Each of the  t h r e e  methods below yie lds  in fo r -  
mation on the  breadth of t he  pulse-height  d i s t r i b u t i o n ,  but  t h i s  poten- 
t i a l  output i s  not  discussed.  Any one of the  methods could a l s o  provide 
the  bas i s  f o r  a d i g i t a l  computer program which could include an ob jec t ive  
e r r o r  es t imate .  
The simplest  method is  t o  p l o t  the  d a t a  and some of the  s t a t i s t i c a l  
e r r o r s  on l i n e a r  paper as i n  F ig .  3a, using a t  l e a s t  1/8 i n .  pe r  channel.  
The points  along the  s ides  of t h e  peak seem t o  f a l l  on s t r a i g h t  l i n e s ,  
s ince ,  i f  the frequency func t ion  is normal, t he re  a r e  points  of i n f l e c -  
t i o n  a t  P f 0 .  
i n t e r v a l  be denoted by 
L e t  t he  frequency func t ion  of counts per  pulse-height  
I f  we expand G(p) around p = P + o using t h e  v a r i a b l e  (p  - P - o)/o = x, 
one obtains f o r  small x 
G(x) 2 G(P + 0 )  [l - x (1 - 2 / 3 )  + ...I , (4) 
')*If a normal d i s t r i b u t i o n  of u n i t  s tandard  devia t ion  is in t eg ra t ed  over 
channels of width 6 centered at an absc i s sa  p from t h e  mean, t h e  observed 
count may be approximated by the  fol lowing expansion: 
~ ( p )  = (6/m) exp(-p2/2) [l + ( 6 2 / 2 4 ) ( ~ 2  - 1) + 
+++$Other def in i t ions  a re  common; so, reader ,  be wary. 
+ (b4/1920)(3 - 6p2 + p") + ... 1 . 
. 
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Figure 3. An I l l u s t r a t i o n  of 
Graphical Methods f o r  Determining a 
Photo-Peak Pos i t i on ,  Us ing an Experi-  
mental Spectrogram of t h e  0.9-MeV 
Gamma Ray i n  t h e  Decay of a a Y .  ( a )  A 
p l o t  of t h e  d i f f e r e n t i a l  spectrum, 
with s t r a i g h t  l i n e s  f i t t e d  t o  t h e  
s i d e s  of t h e  peak i n  t h e  neighborhood 
of the  i n f l e c t i o n  po in t .  The value 
of P is est imated t o  f a l l  midway 
between t h e  f i t t e d  l i n e s  a t  61% of 
the  maximum i n t e n s i t y .  ( b )  A p l o t  
of t h e  normalized i n t e g r a l  spectrum 
on l i n e a r  p r o b a b i l i t y  paper.  P is  
est imated as the  i n t e r c e p t  of t h e  
l i n e  f i t t e d  t o  the  da t a  poin ts  with 
t h e  5076 ord ina te ,  corresponding t o  
a n  apparent b i s e c t i o n  of area. ( e )  
A semilogrithmic p l o t  of r a t i o s  of 
observed i n t e n s i t i e s  i n  success ive  
channels, from which P is chosen as 
t h e  i n t e r c e p t  with u n i t  r a t i o .  The 
dashed l i n e  has t h e  shape predic ted  
f o r  a Poisson d i s t r i b u t i o n  having 
t h e  same r e l a t i v e  r e s o l u t i o n  as t h e  
da t a .  
The e r ro r s  shown on a l l  estimates 
of P a r e  q u a l i t a t i v e ,  based on t h e  
unce r t a in t i e s  experienced i n  drawing 
t h e  curves.  Only f o r  case c was a 
small approximate background sub- 
t r a c t e d  (18 counts/chammel) . 
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where t h e  next term contains x4. Thus the  idea  of s t r a i g h t - l i n e  r e l a t i o n -  
sh ips  along the  s i d e s  of t h e  peaks is j u s t i f i e d  wi th in  4% i n  t he  reg ion  
I X I  < 1/2, where G(p) is  between 33 and 88% of i t s  maximum val-ue. 
t h i s  method i s  used, it is most reasonable t o  take as t h e  es t imator  of 
P the  midpoint between t h e  s t r a i g h t  l i n e s  a t  the  o rd ina te  given by 
G(p)/G(P) 2 0.61. A t  t h i s  ord ina te  the  d is tance  between the  l i nes  is 
about 20. If the re  a r e  a t  l e a s t  two da ta  points  i n  t h e  regions where 
the  s t r a i g h t l i n e  approximations are v a l i d  and if the  s lopes of t h e  l i n e s  
on e i t h e r  s i d e  a r e  nea r ly  equal  i n  magnitude, the  method is  a very good 
one f o r  hand ca l cu la t ion .  The r e s u l t  f o r  P is  not  inf luenced by a con- 
s t a n t  background, and even when t h e  observed pulse-height d i s t r i b u t i o n s  
a r e  asymmetric, t h i s  method seems qu i t e  reproducible .  
I f  
A second graphica l  method (~060, zi61) employs l i n e a r  p r o b a b i l i t y  
co 
paper, on which the  e r r o r  i n t e g r a l  I ( e )  = 
s t r a i g h t  l i n e  when p l o t t e d  aga ins t  e,  where G(p) is the  normal d i s t r i -  
but ion of Eq. ( 3 ) .  The method assumes t h a t  t h e  background-free da t a  a r e  
sampled from a normal d i s t r i b u t i o n  and t h a t  t h e  a rea  of t h e  experimental  
peak can be determined f o r  normalization. To p l o t  t h e  example shown i n  
F ig .  3b, the a rea  of t he  experimental d i s t r i b u t i o n  w a s  es t imated by 
summing the counts i n  the  peak, though such a sum always involves guess- 
work i n  the v a l l e y  between t h e  fu l l -energy  peak and the  Compton edge. 
The p a r t i a l  sum down through the  k th  channel, t o  be p l o t t e d  a t  p = k - 1/2, 
is j u s t  
G(p) dp appears as a e 
K 
k 
where K i s  chosen as a n  a r b i t r a r y  upper cutoff  f o r  counts presumed t o  
be associated with the  gamma-ray peak i n  question, and A is  t h e  est imated 
a r e a  of the whole d i s t r i b u t i o n .  P is taken as the  f r a c t i o n a l  channel 
number a t  the in t e rcep t  of t he  p l o t t e d  l i n e  with I = 1/2. 
has t h e  advantage of combining the  observed da ta  i n  a l l  the  channels i n  
a simple i n t e g r a l  manner, bu t  t h e  advantage is coupled with a d i f f i c u l t y  
i n  determining A whenever the  v a l l e y  t o  the  low pulse-height  s i d e  of 
N(p) i s  poorly determined. 
This method 
A r e l a t i v e  e r r o r  AA/A i n  the  est imated a rea  
should produce a peak-posit ion e r ro r  AP = 1.25oAA/A, s o  a 2$0 e r r o r  i n  
a rea  t y p i c a l l y  can be t o l e r a t e d .  I n  drawing t h e  curve one must remember 
t h a t  t h e  s t a t i s t i c a l  uncer ta in t ies  i n  t h e  p l o t t e d  poin ts  a r e  very  h igh ly  
co r re l a t ed .  
The t h i r d  scheme, proposed by Zitmerman (zi61), requi res  a semilog 
p l o t  of t h e  r a t i o s  of  t h e  contents of successive channels. If t h e  pulse-  
he ight  d i s t r i b u t i o n  were normal, the  l i n e  which approximates t h e  p l o t t e d  
r a t i o s  should in t e rcep t  u n i t y  f o r  p = P.  
N ( p  + O o 5 { .  Assume f i r s t  t h a t  N(p)  N(p - 0.5 
normal approximation 
To s e e  t h i s ,  def ine  R(p) = 
G(p) near i t s  mean. Then i n  t h e  
p - P  I n  R ( p )  = 
02 
This s t r a i g h t  l i n e  crosses  R = 1 when p = P. 
from t h e  known values of t h e  r a t i o  a t  each channel edge; i . e . ,  t h e  con- 
t e n t s  x of channel k and 
es t imate  r a t i o s  a t  ha l f  - i n t e g r a l  channels as follows: 
Such a l i n e  may be drawn 
of channel k + 1 may be combined t o  X+l 
This formula assumes t h a t  the  channel contents  approximate ord ina tes  of 
t h e  normal d i s t r i b u t i o n ,  making the zero-order s m a l l  channel-width 
approximation given i n  the  footnote a t  t he  beginning of Sec t .  A.$2, An 
error  es t imate  f o r  t he  r e s u l t i n g  value of P could be made by propagating 
t h e  counting e r r o r s  through I n  R and then through a least-squares  ana l -  
ysis f o r  t h e  b e s t  i n t e rcep t  of the l i n e  [Eq. (6) ] .  
by simple methods, one should use  a given % i n  only a s i n g l e  r a t i o  
in s t ead  of  t h e  poss ib l e  two i n  order t h a t  t he  p l o t t e d  poin ts  considered 
be independent. Otherwise, the s t rong  co r re l a t ions  should be taken 
i n t o  account i n  drawing o r  computing t h e  l i n e .  The method is i l l u s t r a t e d  
i n  F ig .  3c.  Note t h a t  channel contents r a t i o s  taken  fa r  from the  peak 
I n  es t imat ing  e r r o r s  
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do not f a l l  near t he  l i n e  because the  shape of t he  pulse-height  d i s t r i -  
but ion i s  not near ly  normal, and t h a t  t h e  value of P es t imated f o r  t h i s  
case w i l l  depend markedly on j u s t  which channel r a t i o s  are enployed i n  
drawing the curve. Figure 3c a l s o  i l l u s t r a t e s  t h a t  a Poisson pulse-  
he ight  d i s t r i b u t i o n  with about t he  c o r r e c t  p o s i t i o n  and breadth  would 
y i e l d  count r a t i o s  f a l l i n g  on a curved l i n e ,  s o  t h a t  an es t imate  of P 
based on a s t r a i g h t  l i n e  i s  gene ra l ly  s l i g h t l y  b iased .  
b .  Use of the  mean pulse  he ight .  -- The mean pulse  he ight  of a 
peak would be expected t o  be an e f f i c i e n t  method of ob ta in ing  P from 
5. This value is given simply by 
KU , KU p = z  k % / I  x , 
1 k=K 1 k=K 
where t h e  cutoffs  K and K m u s t  i n  p rac t i ce  be chosen t o  minimize any 
bias  i n  P caused by unsubtracted backgrounds or the  continuum below the  
ful l -energy peak. The evident  a r b i t r a r i n e s s  i n  the  s e l e c t i o n  of t hese  
sum l i m i t s  seems t o  have reduced the  use of t h i s  method, bu t  t he  d i f f i -  
c u l t y  is  n o t  r e a l l y  so g r e a t  unless t he  channels a r e  very wide. One 
may estimate the  maximum bias  by observing the  e f f e c t  on the  P from 
Eq. (7 )  of adding ( o r  subs t r ac t ing )  one and two channels from the  region 
included between K and K It is assumed t h a t  t h i s  region w i l l  be 
chosen as symmetrically as poss ib l e  around the  approximate peak pos i t i on ,  
and t h e  f i n a l  e f f e c t  of any b i a s  can be reduced by reaching s i m i l a r  
range-of -summation decis ions on a l l  the  fu l l -energy  peaks s tud ied .  From 
the  da t a  of Fig. 3 est imates  of P based on Eq. (7 )  are shown i n  Table 4 
using da ta  from the  ind ica ted  channel i n t e r v a l s .  I n  t h i s  approach we 
have not  used an approximate ana ly t i c  shape f o r  the  pulse-height  d i s t r i -  
but ion,  as required i n  the  development of many methods. 
U 1 
U 1' 
Standard e r ro r s  f o r  the  P of Eq. (7 )  may be est imated by t ak ing  
the  square root of the  var iance es t imate  
k=K, 
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Table 4. A Comparison of Numerical Methods for Estimation of 
Peak Pos i t i on ,  Using t h e  Same Data I l l u s t r a t e d  i n  F ig .  3. 
The t y p i c a l  s t a b i l i t y  of the s o l u t i o n  8s a func t ion  of the  
channels included is  demonstrated. Ranges above and below 
t h e  dot ted  l i n e s  would not normally be t r i e d ,  on one s i d e  
containing l e s s  than  85% of t h e  d a t a  and on t h e  o t h e r  
inc luding  regions of obvious asymmetry. 
Nonlinear F i t s  
1 Parameter, 
1 I t e r a t i o n ,  
Channel Mean Pulse  Height, 3 Parameters, 0=2.5 channels, 
Range Eqs .  (7) and (8) Normal D i s t r i b u t i o n  A=3.00 X ldl 
57 - 60 
57 - 61 
56 - 61 
56 - 62 
55 - 62 
55 - 63 
54 - 63 
54 - 64 
53 - 64 
53 - 65 
52 - 65 
52 - 66 
58.51 f ( O . O 1 O ) a  
58 076 
58.53 f ( 0 . 0 1 2 ) ~  
58.63 
58 -63 
58.53 f 0.014 
58.59 
58.51 f 0.014 
58.55 
58.53 -f (0.013)" 
58.52 f 0.04 
58.53 f 0.035 
58.53 -f 0.022 
- - - - - - - - - -  
58.54 f 0.018 
58.56 f 0.017 
58.56 f 0.016 
58.55 f 0.015 
58.53 f 0.015 
58.54 i 0.015 
58.54 f 0.016 
58.54 f 0.016 
58.52 f 0.04 
58.49 f 0.03 
58.53 f 0.03 
58.50 -f 0.02 
58.55 * 0.019 
58.54 k 0.018 
58.54 f 0.016 
58.46 f 0.016 
58.54 * 0.015 
58.55 f 0.015 
58.53 f 0.015 
58.54 * 0.015 
58.48 f 0.015 58.53 f 0.015 
58 49 58.52 * 0.015 58.53 f 0.015 





Errors  thus ca lcu la ted  a r e  l i s t e d  with some of t h e  values given i n  Table 
4.  The l a rges t  cont r ibu t ions  t o  the  sum of Eq. (8) come from channels 
55 and 62 a t  about one- th i rd  of t h e  peak i n t e n s i t y .  
height  d i s t r i b u t i o n  it would be a t  about 37% of the  maximum value . )  
t h a t  t h e  s t a t i s t i c a l  unce r t a in ty  i n  t h i s  es t imate  of P is small, i l l u s -  
t r a t i n g  both the  s t a t i s t i c a l  e f f i c i e n c y  of t he  method and t h e  r e l a t i v e l y  
l a rge  importance of t h e  b ias  unce r t a in ty  discussed above. The uncer- 
t a i n t y  estimates i n  parenthesis  a r e  implausibly small ,  s ince us ing a 
smaller  share of the  ava i l ab le  da t a  should not reduce the  uncer ta in ty .  
The estimate given by Eq. (8)  u n r e a l i s t i c a l l y  assumes t h a t  t h e r e  a r e  no 
pulses outs ide the  channel region K 
(For a normal pulse-  
Note 
k S KU. 1 
c .  A least-squares  cu rve - f i t t i ng  method. -- This s e c t i o n  descr ibes  
a technique of nonlinear  least-squares  f i t t i n g  (ch63, ~ ~ 6 2 )  which normally 
requi res  the use of a f a s t  d i g i t a l  computer, though it is s l i g h t l y  
adaptable f o r  hand ana lyz is .  
and Julke e t  a l .  ( ~ ~ 6 2 )  descr ibe the  app l i ca t ion  t o  t h i s  problem of a 
s l i g h t l y  d i f f e ren t  genera l  least-squares  scheme similar t o  t h a t  descr ibed 
by Deming (De44). 
Putnam -- e t  a l .  ( ~ ~ 6 5 )  give a similar method, 
--
We wish t o  approximate % i n  the  region of t h e  fu l l -energy  peak by 
a func t ion  of pulse  he ight  which contains a s e t  of parameters b . One 
of these  parameters w i l l  r epresent  t h e  des i red  peak pos i t i on  P. L e t  I 
be the  t o t a l  number of da t a  points  t o  be f i t  and C t h e  t o t a l  number of 
parameters required.  The bas ic  approximation may be w r i t t e n  
0 
(9) \ = 1: f ( k ;  bl ... bC) = f ( k ;  b )  , - 
where b represents t h e  vec tor  of C parameters b . Equation (9)45 involves 
0 - 
%Equation (9)  can of c o u r s e b e  genera l ized  s o  t h a t  t h e  independent 
va r i ab le  need not be t h e  channel number. 
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the  s c a t t e r  of experimental  points about t he  f i t t e d  l i n e  and t h e  s u i t -  
a b i l i t y  of t h e  func t ion  f ,  which may, f o r  instance,  be designed t o  
include t h e  e f f e c t  of f i n i t e  channel widths i n  f i t t i n g  t h e  da ta  near 
t he  fu l l -energy  peak. Unless t h e  func t ion  f is l i n e a r  i n  parameters b 
most unusual i n  t h i s  appl ica t ion ,  i t e r a t i o n  must be performed on a 
second approximation, which l inear izes  the  dependence on the  parameters 
f o r  small di f fe rences  there in :  
0' 
Equation (10) represents  t h e  constant and l i n e a r  terms i n  the  Taylor 
s e r i e s  expansion of f i n  small  B = b - bo.  - - -  
The procedure involves a so lu t ion  f o r  t he  parameter d i f fe rences  B - 
by t h e  xethod of welghted l e a s t  scpJares. 
be ava i l ab le  t o  begin, and i t e r a t i o n  is continued by choosing the  bo 
f o r  the  (M + 1 ) t h  i t e r a t i o n  as the b = bo + 8 from t h e  Mth i t e r a t i o n .  
I t e r a t i o n  is usua l ly  made t o  s top  when the  sum S over a l l  the  da t a  points  
of weighted squared res  iduals no longer becomes smaller: 
Reasonable es t imates ,  bo, m i x t ,  - 
- 
- -  - 
k 
where 
w = (var iance of q - 1  3 Cv(rqi)1-1 . k 
If no appreciable  background has been subt rac ted ,  one normally takes 
V(r$ = x,  or Bonetimes V(%) = f ( k ,  - b o ) .  
t o  be prefer red  once t h e  estimates bo a r e  reasonably cor rec t ,  bu t  i n  the  
t y p i c a l  case i n  which the  t a i l s  of t he  func t ion  f do not f i t  t he  da t a  
wel l ,  V ( \ )  = \ i s  more successfu l .  
The second oilght, i n  p r inc ip l e ,  
- 
Derivat ion of formulas t o  solve f o r  t h e  f5 i n  each i t e r a t i o n  pro- 
0 
ceeds j u s t  as f o r  t he  parameters themselves i n  l i n e a r  leas t - squares  
theory .  We define t h e  matrix - F with elements 
where t h e  notat ion implies t h a t  t he  de r iva t ives  a r e  t o  be evaluated a t  
b = b o .  - -  
The least-s quares matr ix  - Q has elements defined as 
F F w  , 
‘op =I kp ko k 
k 
provided only t h a t  important s t a t i s t i c a l  co r re l a t ions  have not  been 
introduced among the  da t a  counts.  
t i o n  is w r i t t e n  i n  matr ix  nota t ion  as 
Then if  - Q has an inverse,  t he  so lu-  
where r i s  t h e  vector  with elements - 
k 
The summations i n  Eqs . (13) and (15) a r e  over a l l  t h e  data points  included 
f o r  ana lys i s .  
t h e  variance matr ix  of the  b vector  based i n  t h e  usua l  way on the  input  
weights W. as 
Assuming f can f i t  t he  d a t a  wi th in  e r r o r  one can es t imate  
k’ 
(16) T v(b) = expectat ion value (6b -- 6b ) = - &’ . 
The out l ined procedure is q u i t e  convenient once it is programed 
because: 
1. The form of f(k; - b )  is open t o  a wide range of p o s s i b i l i t i e s .  
Nornormal d i s t r i b u t i o n  can be u t i l i z e d ,  and lo-w-energy t a i l s  and even 
backgrounds can r e a d i l y  be included i n t o  the  parameter izat ion.  (Ch63). 
2. One can assure  t h a t  a l l  t he  peaks under. cons idera t ion  a r e  
fit  t o  the  same shape. 
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3.  Other f ea tu res  of t he  d i s t r ibu t ion ,  such as width and area,  
are estimated along with the  peak pos i t i on  P.  
4. The goodness of f i t  of the da t a  t o  t h e  chosen peak shape can 
be t e s t e d  a g a i n s t  t h e  chi-square d i s t r i b u t i o n  by examining t h e  minimum 
value of S a t t a i n e d .  
5 .  The output e r r o r  estimates f o r  t he  parameters a r e  an ob jec t ive  
propagation of t h e  input  s t a t i s t i c a l  e r r o r s  . 
6. I n t e r f e r i n g  pulse-height d i s t r i b u t i o n s  sometimes can be f i t  
along with t h e  main peak by using a l a r g e r  number of parameters. 
The r e l a t i v e  disadvantages of t h e  curve-f i t t i n g  method include the  
time t h a t  is sometimes requi red  t o  ob ta in  a s u i t a b l e  machine program, 
the  d i f f i c u l t y  i n  f ind ing  an economical parameter izat ion capable of 
f i t t i n g  good da ta  i n  d e t a i l ,  and the  l ike l ihood t h a t  systematic  e r r o r s  
i n  shape w i l l  govern output uncer ta in t ies  more than t h e  propagated input  
err .ors even if d r i f t s  a r e  s m a l l .  If t h e  e n p i r i c a l  shapes cannot be f i t  
p r e c i s e l y  i n  t h e  t a i l s  of t he  ful l -energy peak, the  obtained es t imate  
of P w i l l  depend on how many experimental points  a r e  employed i n  t h e  
analys i s .  
A machine program employing the  method described above was used t o  
approximate t h e  da t a  of Fig.  3 by a normal dens i ty  func t ion ,  which 
requi res  parameters f o r  the  a rea  A, t h e  s tandard devia t ion  0, and the  
peak pos i t i on  P. The r e s u l t s  f o r  P a r e  l i s t e d  i n  t h e  second column of 
Table 4." 
reasonable choices of channels are made and t h a t  t h e  uncer ta in ty  es t imate  
var ies  s ens ib ly  with t h e  amount of da ta  used. However, the  da ta  a r e  not  
normally d i s t r i b u t e d ,  and values of S from Eq. (11) became unduly l a rge  
( g r e a t e r  than  four  times t h e  number of degrees of freedom) when more 
than  the  t e n  c e n t r a l  data  channels were employed. Good f i t s  were 
obtained with e s s e n t i a l l y  the  same value of P when a f o u r t h  parameter 
represent ing  a cons t a n t  "background" was included. 
Note t h a t  t h e  estimate of P is f a i r l y  s t a b l e  as d i f f e r e n t  
>'For the  channel range 54-63,, the o the r  parameters were A = (2.95 f 0.02) 
x le counts and CT = (2.43 f 0.02) channels.  
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After one of t h e  graphica l  methods has been employed, a h ighly  
s impl i f ied  least-squares  check can be made by hand t o  obta in  a sma l l  
refinement i n  P. 
i s  t o  be used with an a rea  A estimated by summing the  counts i n  the  
peak. A reasonably good value of t he  s tandard  dev ia t ion  CY is requi red  
from the  graphical  ana lys i s .  One takes  as Po the  value suppl ied  by a 
graphica l  method and performs the  least-squares  f i t  i n  only one param- 
e t e r ,  the  peak pos i t i on .  I n  t h e  above nota t ion  we have 
Suppose again t h a t  t h e  normal d i s t r i b u t i o n ,  Eq. (3), 
f ( k ;  Po) = A exp[-(K - P0)"/2 ~ ] / C Y  , 
and 
k 
where f ( k ;  Po)  is  t h e  est imated count i n  channel k i f  P 
pos i t i on .  The - Q matr ix  becomes a s c a l a r ,  
were t h e  peak 
0 
]a = $1 wk(k - Po)2 f 2 ( k ,  P 0 ) , (19) 
k 
as does the parameter refinement P The s tand-  
a r d  e r r o r  i n  P is  j u s t  Q-". When t h e  sub t r ac t ed  background is  not la rge ,  
one may take wk = l/\. 
- Po = r/Q from Eq. (14) .  
1 1 
The t h i r d  column of Table 4 contains t h e  r e s u l t s  f o r  P1 a f t e r  one 
s ingle-parameter i t e r a t i o n  as described above. Estimates IS = 2.5  channels, 
= 58.5 channels, and A = 3.00 X le counts were used; values of f were 
computed by hand with the  a i d  of t ab le s  of t he  normal frequency func t ion .  
Observe tha t  t he  r e s u l t i n g  values and e r r o r s  a r e  q u i t e  c lose  t o  those 
from t h e  three-parameter converged i t e r a t i v e  fit ,  poss ib ly  because the  
o r i g i n a l  estimates were r a t h e r  c lose .  The est imated s tandard  e r r o r s  are 
, 
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t h e  same because i n  t h e  f u l l  procedure t h e  co r re l a t ions  betweeli t h e  
computed parameters are very small -- i . e . ,  t he  3 X 3 least-squares  
mat r ix  Q has diagonal  elements whose inverses  a r e  near ly  t h e  elements 
of t h e  inverse  matr ix .  
complex func t ions ) .  
e r r o r  f o r  each case, s ince  i f  e s s e n t i a l l y  a l l  t h e  peak is u t i l i z e d  and 
- 
(This i s  not gene ra l ly  t r u e  i n  f i t t i n g  more 
It is r e a l l y  not  necessary t o  compute t h e  s tandard  
i f  t h e  da t a  f i t  even i n  t h e  t a i l s ,  t he  surmnation f o r  Q can be r e a d i l y  
approximated by an i n t e g r a l  t o  y i e ld  f l  = 10- = 1 . 4 4  x lo-" channel 
i n  the  above example. 
d .  A comparison of methods f o r  f ind ing  P . -- Unless t h e  worker 
must c a r e f u l l y  f i t  t h e  shapes of a l l  h i s  pulse-height d i s t r i b u t i o n s ,  f o r  
which a nonl inear  f i t t i n g  code might be u s e f u l  ( see  Ch63), t h e  authors  
recommend the  use of t he  simple l i n e a r  p l o t  o r  i t s  automation on any 
a v a i l a b l e  d i g i t a l  computer. The most important reason beyond s i m p l i c i t y  
f o r  t h i s  choice is t h a t  spectrometer responses of imperfect symmetry are 
handled q u i t e  n a t u r a l l y .  
It is i n t e r e s t i n g  t o  compare i n  F ig .  3 and Table 4 t h e  graphic  and 
numeric es t imates  of P, s ince  the former were determined f irst  t o  avoid 
b i a s .  A l l  t he  resu l t s  are cons is ten t  w i th in  t h e i r  own e r r o r s  except 
poss ib ly  t h e  mean-pulse-height estimate,  with which one must include an 
unce r t a in ty  based on confusion as t o  which da ta  channels ought t o  be 
included.  Q u a l i t a t i v e  e r r o r  es t imates  from t h e  graphica l  methods a r e  
l a r g e r  than  those  computed i n  the numeric methods, but  may b e t t e r  t ake  
i n t o  account d i f f i c u l t i e s  based on t h e  shapes of t he  d i s t r i b u t i o n s  which 
la te r  may g ive  nonl inear  e f f e c t s  as a func t ion  of energy. The least-  
squares  so lu t ions  f o r  P seem s t a b l e  as the  channel range is var ied,  and 
t h e  s i ng le  i t e r a t i o n  one-parameter refinement by hand gave t h e  s arne 
r e s u l t s  as t h e  f u l l  machine procedure, s t a r t i n g  f r o n  good est imates  based 
on any of t h e  g raph ica l  methods. There is considerable  experience t o  
suppor t  t h e  above conclusions i n  t y p i c a l  cases o the r  than  t h e  da t a  of 
F ig .  3 (~061). 
B. Es tab l i sh ing  the  Energy vs Pulse-Height Relat ionship 
Once peak pos i t ions  and unce r t a in t i e s  (P f p . )  have been det!ermined i 1 
f o r  a l l  important ful l -enei .gy peaks i n  (,lie c-:,;pci ii,ienzal spec t r a ,  an 
energy sca l e  f o r  pu lse  he ight  may be e s t ab l i shed  if d r i f t s  have been 
compensated f o r  o r  shown t o  be s m a l l  by t h e  methods descr ibed i n  Sec t .  
IV.C.2. Drif t  cor rec t ions  are hazardou; i f  l a r g e r  t han  t h e  quoted 
unce r t a in t i e s  i n  the  peak pos i t ions ,  s o  one must o f t e n  seek a more con- 
s i s t e n t  s e t  of da t a .  
In t e rpo la t ion  methods of two types w i l l  be discussed.  The f i r s t  
employs only two c a l i b r a t i o n  poin ts  and assumes l o c a l  o r  t a n g e n t i a l  
l i n e a r i t y ,  perhaps a f t e r  a l i n e a r i z a t i o n  technique has a l r eady  been 
employed. The second uses i n  a weighted l e a s t  squares procedure a l l  t h e  
da t a  ava i l ab le  over t h e  energy region of i n t e r e s t ,  and may einploy ter,m 
nonl inear  i n  t h e  energy. 
1. The Two-Point I n t e r p o l a t i o n  Method. -- Suppose t h a t  E * e are 
t h e  unknown energy and s tandard  e r r o r  f o r  a peak a t  p o s i t i o n  P f p and 
suppose tha t  c a l i b r a t i o n  a t  energies  E f cl and E2 f c2  y ie lded  peaks 
a t  P1 + p It i s  assumed t h a t  t h e  pulse-height  vs energy 
r e l a t i o n  is  l i n e a r  over t h i s  region o r  t h a t  it has been adequately 
l i nea r i zed .  Let 
1 
and P2 f p 1 2 -  
- P ) and f 2  = 1 1 
Then 
E = f E  + f E  2 1  1 2  ' 
- fl  
and 
€2 = f" 2 1  €2 + f2 1 2  e" + g" (p" + F* pf + ff p;) ( 2 2 )  
i f  t h e  conversion ga in  g 2 (E 
assumes t h a t  all t h e  e r ro r s  a r e  uncorrelated,  so any est imated systematic  
component of t he  p 's  should be combined m r e  c a r e f u l l y .  
- E1)/(P2 - P1). The expression f o r  c" 2 
Thes e r e l a t i o n s  may be us ed f o r  s h o r t  -range ex t r apo la t  ions outs ide  
t h e  i n t e r v a l  (PI, P2), though es t imated  e r r o r s  become l a r g e r  because 
. 
one of t h e  f ’ s  w i l l  have magnitude g r e a t e r  than  un i ty .  The two-point 
c a l i b r a t i o n  method throws away any ava i l ab le  information from d i s t a n t  
c a l i b r a t i o n  poin ts ,  bu t  i n  r e t u r n  is not concerned about the  form of the  
non l inea r i t i e s  which most l i k e l y  e x i s t  over t he  more extended pulse- 
he igh t  range. Since fewer output  parameters a r e  required,  the  reduced 
amount of u t i l i z e d  input  da t a  i s  of l e s s  concern than  might be thought. 
When only two c a l i b r a t i o n  points  a re  s o  used the re  is no redundant 
information t o  i l lumina te  mistakes; therefore  e x t r a  care  i s  requi red .  
2. A Weighted Least-Squares In t e rpo la t ion  Method. -- It is assumed 
below t h a t  a s e t .  of a few parameters is des i red  t o  represent  t h e  I da ta  
couplets  (Ei, Pi) .  
resemble a s t r a i g h t  l i n e  and t o  be l i n e a r  i n  t h e  parameters b . From the  
discuss  ion of peak-f i t t i n g  procedures above it follows t h a t  t h e  l a t te r  
condi t ion may be removed a t  the  pr ice  of an i t e r a t i v e  procedure t o  
ob ta in  the  so lu t ion .  
The r e s u l t i n g  in t e rpo la t ion  formula is expected t o  
o 
We assume t h a t  no output information is des i r ed  concerning the  most 
c o n s i s t e n t  values of the  E as would be ava i l ab le  from t h e  least-squares  
c a l i b r a t i o n  method described by JGlke e t  a l .  (~~62). If it should be 
necessary t o  use a,~ c a l i b r a t i o n  standards any gamma rays having energy 
values whose r e l a t i v e  uncer ta in ty  e ./E 
pulse-height unce r t a in ty  p ./P 
of t he  i t h  observat ion.  
i’ 
--
is comparable t o  the  r e l a t i v e  
J j  
we plan t o  reduce accordingly t h e  weight 
J 3’ 
We seek a r e l a t i o n  t o  approximate Pi vs Ei of the  form 
P .  = x b o  Fio 
1 
0 
f o r  a l l  i. Here t h e  b a r e  t h e  desired parameters and F a r e  the  
values of some funct ions fo(E)  a t  E = Ei.  
quadra t ic  express ion  is  sought , 
0 i o  
For example, i f  a simple 
p . 2 b l + b E  + b *  
1 2 i  3 1 ’  
Fil = 1 and Fi2 = E .  f o r  each data po in t .  
1 
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It i s  proposed t o  f i n d  t h e  values of t h e  b by minimizing S, t h e  
6 
weighted sum of squared r e s idua l s  between t h e  experimental  da t a  and t h e  
in te rpola ted  values: 
- b F .  )" = (P - Fb)' W(P - Fb) . - - -  7s = 1 Wi(Pi 6 16 
i 0 
The summation form f o r  S as given above assumes t h a t  t h e  P 's are 
uncorrelated,  while t he  vec tor  no ta t ion  is more gene ra l  bu t  reduces t o  
i 
t h e  summation form i n  the  case of no c o r r e l a t i o n .  I n  t h e  vec tor  no ta t ion ,  
which is  used below f o r  compactness, - P and - b are column vec tors ,  T s i g -  
n i f i e s  t h e  t ranspose,  - F is a I X C matrix,  where C is t h e  number of 
parameters, and - W is an I X I matr ix  which m u s t  be diagonal  t o  reproduce 
t h e  sumnation form i n  Eq. (25) .  
The well-known s o l u t i o n  is" 
where the  
P r a c t i c a l  
a .  
b .  
W m u s t  be - 
with a parameter var iance matrix,  based on input  e r r o r s ,  of V(b) - - = - Q-' , 
m 
least-squares  matr ix  - Q = - F' - -  W F 
use of Eq. (25)  depends on overcoming t h e  fol lowing problem:  
"Best" values of E and P .  m- t be chosen. 
Based on unce r t a in t i e s  i n  these  q u a n t i t i e s  a weighting mat r ix  
formed . 
is  assumed t o  have an inverse .  
i 1 
--- -- 
+'For a two-parameter f i t  t o  determine b 
t h e  l i n e a r  form Pi 
and b i n  an  approximation of 
bl + b2Ei, Eq. (263 expangs t o  
bl = ["W.P. LLL 1 1  ) ( C W . E ' ? )  1 1  - ( l W . P . E  i i i  >(I,WiEi)i/D , 
and 
2 = [ - (1 w i p i ) ( ~ w i E i )  +(I WiPiEi)(y ~i W )]ID , 
where the  determinant D = (1 WiE:)(l Wi 1 - (7 L W.E i i  )" 
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e .  A func t iona l  form f (E  * b )  m u s t  be chosen. It i’ - 
observed da ta  and lead  t o  sens ib l e  in t e rpo la t ed  values .  
d. A method must be found t o  e x t r a c t , f r o m  f(E; b )  - 
must f i t  t h e  
t h e  energy and 
unce r t a in ty  f o r  an unknown energy E given the  corresponding peak pos i t i on  
P f p .  
Problems a and b have been discussed i n  the  e a r l y  p a r t  of t h i s  
s ec t ion ,  but  a p re sc r ip t ion  must s t i l l  be given below f o r  the  formation 
of W. Item c can gene ra l ly  be resolved by a func t ion  very c lose  t o  a 
s t r a i g h t  l i n e ,  e s p e c i a l l y  if l i n e a r i z a t i o n  techniques have been used. 
I n  such a case t h e r e  is  l i t t l e  danger of nonphysical i n t e rpo la t ed  va lues .  
Finding the  E f o r  a given P i s  t r i v i a l  f o r  t he  s t r i c t l y  l i n e a r  case, 
bu t  might involve i t e r a t i v e  techniques i f  the  experimenter is forced t o  
c h o s e  an unfavorable form f o r  f(E; b ) .  
of a s tandard e r r o r  f a r  E.  
- 
We t r e a t  l a t e r  t h e  determination - 
Forming the  weight matr ix  is not  formidable i n  t h e  assumed case of 
uncorrelated input data ,  s ince  only the  diagonal elements W a r e  non- 
zero,  one t o  represent  the  weight of each da ta  poin t .  It can be shown 
ii 
(Sc59) t h a t  i f  only the  e r ro r s  i n  t h e  Pi a r e  s i g n i f i c a n t  the  minimum 
variance r e s u l t  is  obtained with W = lip;. 
procedure whenever t h e  estimated r e l a t i v e  e r r o r  of t h e  c a l i b r a t i o n  energy 
i s  s m a l l  compared with t h a t  of the peak pos i t i on .  This condi t ion is  met 
wi th  wel l -es tab l i shed  c a l i b r a t i o n  l i n e s  such as 
l a t i o n  r ad ia t ion ,  bu t  is i n  jeopardy i f  more poorly known sources must 
be employed. A reasonable procedure, followed by t h e  authors ,  is t o  use 
the  weight given by 
This should be the  s tandard  i 
2 0 3  Hg o r  137Cs or  annih i -  
where - af is  j u s t  t he  s lope  of the P vs E r e l a t i o n  i n  the  neighborhood 
aE . 
of Ei. $his r e l a t i o n  performs the necessary de-weighting i n  the  case 
t h a t  E. is poorly known, but  we have not shown t h a t  it leads t o  param- 
e t e r s  o r  i n t e rpo la t ed  values having minimum variance f o r  the given da ta  
s e t  except i n  t h e  case of a one-parameter f i t .  Use of the  weight of 
1 
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Eq. (27) gives t h e  same r e s u l t ,  a f t e r  a n a l y s i s ,  as t h e  b i v a r i a t e  l e a s t -  
squares treatment of Deming (De44), which recognizes a t  i t s  o u t s e t  
uncer ta in t ies  in  both coordinates of experimental data. 
A word i s  necessary concerning t h e  proper in t roduc t ion  of es t imated 
systematic e r r o r s  i n t o  the  system. When such e r r o r s  seem t o  be uncor- 
r e l a t e d  from one po in t  t o  t h e  next,  they  may be incorporated i n t o  t h e  
pi. 
similar manner,)' it should not  be included p r i o r  t o  t h e  formation of a 
diagonal weighting matrix.w* Af ter  t h e  i n t e r p o l a t i o n  f o r  t he  unknown 
energy has been completed, t h e  estimated e f f e c t  of t h e  sys temat ic  uncer- 
t p i n t y  on the  f i n a l  answers should be included i n  t h e  f i n a l  e r r o r  e s t i -  
mate. 
t o  qu i t e  unreasonably smal l  e r r o r  estimates f o r  i n t e rpo la t ed  va lues .  
However, if t h e  sys temat ic  unce r t a in ty  a f f e c t s  a l l  t h e  Pi i n  a 
If t h i s  rule of procedure is  not followed, reasonable pi can l ead  
Errors i n  t h e  f i n a l  i n t e r p o l a t e d  energies may be based on t h e  input  
e r r o r s  p i n  P and perhaps s i g n i f i c a n t  e r r o r s  E i n  some of t h e  c a l i -  
b r a t i o n  energies E . We have ava i l ab le  t h e  output (p rev ious ly )  unknown 
energy E gained from t h e  f i n a l  i m p l i c i t  r e l a t i o n s h i p  P = f (E;  - b )  = 1 bofa(E). The parameters bo a r e  a l s o  known, along with an es t imate  of 
?he parameter variance matrixwc+ - -  V(b) = - Q-' = [FTW - - -  F1-l. 
i i i 
i 
+cone example might be a poss ib l e  ga in  or zero d r i f t  between c a l i b r a t i o n  
da ta  and measurement of t he  spectrum from t h e  unknown. 
*3cSuch a case can be handled using a nondiagonal weighting mat r ix  with 
l i t t l e  add i t iona l  labor,  provided t h a t  t h e  computations a r e  being per -  
formed by machine. I n  a l l  simple cases which have been considered, t h e  
r e s u l t s  are equiva len t  t o  t h e  recommended procedure. However, t h e  non- 
diagonal weighting allows f o r  g r e a t  f l e x i b i l i t y  i n  handl ing estimable 
systematic e r r o r s  which a f f ec t  on ly  c e r t a i n  p a r t s  of t h e  d a t a .  I n  t h i s  
genera l  case t h e  weight mat r ix  is taken as t h e  inve r se  of t h e  var iance  
matr ix  of the input da t a .  
3c*)*This estimate depends wholly upon t h e  weighting ma t r ix  W f o r  i t s  in fo r -  
mation, s o  it assumes t h a t  f(E; - b )  proper ly  f i t s  t h e  input-data wi th in  
t h e  e r ro r s  p used i n  forming W .  A p a r t i a l l y  def ens i b l e  and popular 
approach is %o test  t h e  r a t i o  T / v "  = S / ( I  - C), which should be about 
u n i t y  if the degree of f i t  is consonant wi th  es t imated  e r r o r s ,  and use 
V'(b) = S Q-l/(I - C) i n s t ead  of - -  V(b) as given above. 
7257. 
da ta  points a r e  appropr ia te  bu t  t h a t  a l l  t h e  e r r o r s  should be increased 
by a f ixed  s c a l i n g  f a c t o r .  
f u l l y ,  it is un l ike ly  t h a t  V should be used when it i s  smal le r  than V. 
S is from Eq. 
This method assumes t h a t  t h e  r e l a t i v e  weights ass igned t o  t h e  




The es t imated  s tandard  e r ro r s  i n  t h e  f i t t i n g  parameters b a r e  j u s t  
0 
t he  square r o o t  of t h e  diagonal elements of V(b).  
parameters a r e  heav i ly  co r re l a t ed ,  t h e  of f -d iagonal  terms must be con- 
s i d e r e d  t o  ob ta in  a reasonable estimate f o r  t h e  e r r o r  c i n  t h e  unknown 
energy E. This would be a simple problem i f  t h e  s o l u t i o n  f o r  E were 
not bur ied  i n  t h e  i m p l i c i t  r e l a t i o n  P = f ( E :  b ) .  
However, s i n c e  t h e  - -  
- 
I n  any case one m u s t  form, by numerical means i f  necessary, t he  
p a r t i a l  de r iva t ives  aE/aP and h aE/ab f o r  a l l  o. This requirement 
implies a c a l c u l a t i o n a l  advantage i f  t he  f u n c t i o n a l  form f o r  f i s  e a s i l y  
solved f o r  E .  One then  has 
0 0 
e" = (aE/aP)2 p" + ht V(b) h - - -  - 
i f  t h e  e r r o r  p i n  P is independent of t h e  e r ro r s  i n  t h e  parameters. If 
t h e r e  were s e v e r a l  unknown energies E t h e  above treatment could be c a s t  
i n  mat r ix  no ta t ion  f o r  easy handling. I n  t h i s  case, OIE obtaiiis a v a r i -  
ance matr ix  which expresses t h e  e r ro r s  i n  a l l  t h e  output energies as w e l l  
as what a r e  l i k e l y  t o  be important c o r r e l a t i o n s  between them. These 
co r re l a t ions  a r e  s i g n i f i c a n t  if the output energy values from one exper i -  
ment a r e  t o  be used as input  da t a  f o r  f u r t h e r  da t a  ana lys i s ,  j u s t  as the 
of f -d iagonal  terms i n  V(b) a r e  important i n  Eq. (28).  
k' 
- -  
V I .  CONCLUSION 
This r e p o r t  has d e a l t  i n  d e t a i l  wi th  methods f o r  analyzing energy 
c a l i b r a t i o n  data ,  bu t  we suggest t h a t  ob ta in ing  h igh-qual i ty  experimental 
r e s u l t s  is  t h e  d i f f i c u l t  t a sk  which confronts t h e  s c i n t i l l a t i o n  spectrom- 
e t r i s t .  The authors contemplate below a s a l i e n t  c l a s s  of measurements 
and inventions which, if accomplished, could lead  t o  improved accuracy, 
wi th  l e s s  d i f f i c u l t y  both i n  t h e  l abora to ry  and a t  t h e  computer. The 
order  does not connote p r i o r i t y .  
A .  Addi t iona l  Standard Sources 
E r r o r  l i m i t s  much l e s s  than 0.1% a r e  ev iden t ly  d i f f i c u l t  t o  a t t a i n  
by any gamma-spectrometric method. A t  the present ,  t oo  few gamma rays 
56 t 
have been determined by d i f f r a c t i o n  o r  magnetic methods f o r  the  s c i n t i l -  
l a t i o n  spec t roscopis t  who requi res  s tandards having we l l - i so l a t ed  l i n e s  . 
Standards are badly needed i n  some energy ranges, as evidenced by t h e  
low prec is ion  t o  which many of t h e  most u se fu l  s tandard  energies  a r e  
known (see R063, and Table 1 i n  Sec t .  11). 
ment should be encouraged t o  take up t h i s  assignment, which l i t h i m -  
d r i f t e d  germanium de tec tors  w i l l  apparent ly  make p r a c t i c a l .  
Those having s u i t a b l e  equip- 
B. NaI(T1) Response Data 
The data ava i l ab le  demonstrate conclusively the  nonproportional 
response of NaI (T1)  ( s ee  Sec t .  IV) . Even more p r e c i s e  and complete 
information is required t o  allow l a t e r  experimenters t o  l i n e a r i z e  t h e i r  
experimental energy sca l e s  . Experimental r e s u l t s  i n  t h i s  f i e l d  should 
be presented i n  a manner which eases t h e  de r iva t ion  of such co r rec t ions .  
C .  A Rel iable  "Sliding" Pulser  
We have ind ica ted  i n  S e c t .  IV t h a t  s l i d i n g  pulsers  would provide a 
good check of e l ec t ron ic  l i n e a r i t y  i f  a design could be found with - tes t -
- able  l i n e a r i t y ,  adequate pulse  r e p e t i t i o n  rate (-500 counts/sec),  and 
appropriate  pu lse  shape. This p r o j e c t  deserves more a t t e n t i o n  from 
ins t r m e n t a t i o n  exper t s .  
D. A Stable  Light Pu l se r  
To make gain s t a b i l i z a t i o n  f u l l y  p r a c t i c a l ,  a small, convenient, 
and qu i t e  r e l i a b l e  s t a b l e  l i g h t  pu l se r  y i e ld ing  an  appropr ia te  pulse 
shape m u s t  be invented f o r  rout ine  inc lus ion  i n t o  s c i n t i l l a t o r  assemblies.  
The l i g h t  i n t e n s i t y  w i l l  have t o  be ad jus t ab le  over t h e  range of mor- 
tance  t o  s c i n t i l l a t i o n  spectroscopy. It is des i r ed  but  not e s s e n t i a l  
t h a t  t he  l i g h t  output be a p r e c i s e l y  known func t ion  of t h e  operat ing 
conditions s o  t h a t  system p ropor t iona l i t y  curves might be obtained 
using it as t h e  l i g h t  source.  
E .  Cornwehens ive  Gain S t a b i l i z e r s  
Good gain s t a b i l i z a t i o n  methods have been discussed i n  Sec t .  111, 
H 
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but  a simple one must be devised which includes the  m u l t i p l i e r  phototube 
wi th in  the  s t a b i l i z e d  loop. Unless t h e  above-mentioned l i g h t  puls e r  
(Sec t .  V 1 . D . )  is r ea l i zed ,  t h e  methods of Dudley and S c a r p a t e t t i  (Du64) 
and of Hinricksen ( ~ i 6 4 )  using tagged pulses from radioac t ive  sources 
should be developed. 
a s h o r t e r  s e c t i o n  on d r i f t s  would appear i n  t h e  next pub l i ca t ion  of 
%his  type.  A s t a t i s t i c a l  analysis  i s  requi red  t o  ind ica t e  whether t h e  
e r r o r  s i g n a l  ought t o  be generated from counting r a t e  d i f fe rences  o r  
from accumulated count d i f fe rences .  
I f  t h i s  s t e p  could be qu i t e  gene ra l ly  accomplished, 
F. Premium High-Linearity L o w - D r i f t  Pulse-Height Analyzers 
If l i n e a r i t y  checks and correct ions a r e  not always t o  plague the  
s c i n t i l l a t i o n  spec t roscopis t s  , p u b  e-height analyzers must be produced 
t h a t  a r e  almost an order  of magnitude more l i n e a r  than  t.hose now adver- 
t i zed ,  and l e s s  s e n s i t i v e  t o  changes i n  input  pu lse  shape. Analyzer 
s t a b i l i t y  could more e a s i l y  be improved beyond any need f o r  concern. 
When these  innovations are avai lable ,  each s c i n t i l l a t i o n  spectros  - 
c o p i s t  will be ab le  t o  r e l a x  a l i t t l e  concerning questions of technique 
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